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Background: Fluoroscopy exposure during catheter ablation is a health hazard to patients and 

operators. This study presents the results of implementing a low-fluoroscopy workflow using 

modern contact force (CF) technologies in paroxysmal atrial fibrillation (PAF) ablation.

Methods: A fluoroscopy reduction workflow was implemented and subsequent catheter ablations 

for PAF were evaluated. After vascular access with ultrasound guidance, a THERMOCOOL 

SMARTTOUCH® Catheter (ST) was advanced into the right atrium. The decapolar catheter was 

placed without fluoroscopy. A double-transseptal puncture was performed under intracardiac 

echocardiography guidance. ST and mapping catheters were advanced into the left atrium. A 

left atrial map was created, and pulmonary vein (PV) isolation was confirmed via entrance and 

exit block before and after the administration of isoproterenol or adenosine.

Results: Forty-three patients underwent PAF ablation with fluoroscopy reduction workflow 

(mean age: 66±9 years; 70% male), performed by five operators. Acute success rate (PV isola-

tion) was 96.5% of PVs. One case of pericardial effusion, not requiring intervention, was the 

only acute complication. Mean procedure time was 217±42 minutes. Mean fluoroscopy time 

was 2.3±3.0 minutes, with 97.7% of patients having < 10 minutes and 86.0% having < 5 min-

utes. A significant downward trend over time was observed, suggesting a rapid learning curve 

for fluoroscopy reduction. Freedom from any atrial arrhythmias without reablation was 80.0% 

after a mean follow-up of 12±3 months.

Conclusion: Low fluoroscopy time is achievable with CF technologies after a short learning 

curve, without compromising patient safety or effectiveness.

Keywords: atrial fibrillation, catheter ablation, workflow, contact force, low fluoroscopy

Introduction
Contact force (CF)-sensing catheters have been shown to improve procedural efficiency 

and effectiveness during ablation for paroxysmal atrial fibrillation (PAF).1 CF catheters 

have a force-sensing mechanism incorporated into the distal tip of the catheter, allow-

ing real-time assessment of catheter-tissue contact. A recent meta-analysis suggests that 

the use of CF-sensing technology reduced risk of atrial fibrillation (AF) recurrence.2 

One important procedural benefit of CF-sensing catheters is reduced fluoroscopy times 

and radiation doses,3–12 a concern for both patients and health care professionals alike. 

Cumulative radiation exposure among operators is a long-term health hazard,13,14 while 

high-fluoroscopy exposure among patients likely confers an increased risk of radiation-

induced complications.15,16 Several recent studies have reported reductions in fluoroscopy 

with CF-sensing catheters compared to pre-CF radiofrequency (RF) catheters, with 
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mean fluoroscopy times of 9.5–19.4 minutes reported in the 

CF cohorts vs 40.7–41 minutes in the non-CF cohorts.4,12 

Researchers have recognized a learning curve, whereby intro-

ducing CF-sensing catheters reduces median fluoroscopy times 

progressively over time.4,17 These reductions in fluoroscopy 

time appear to be independent of procedure complexity (PAF 

vs persistent AF) and approach (de novo vs reablation).

Despite the evidence demonstrating lower fluoroscopy 

times associated with CF-sensing catheters, the learning 

curve pertaining to the low-fluoroscopy workflow has not 

been described extensively, particularly in the initial pro-

cedures following introduction of the technology. Thus, the 

primary aim of this study was to confirm and characterize the 

learning curve for a low-fluoroscopy workflow using a CF 

catheter and stability technologies in PAF ablation. Consistent 

with previous studies, we hypothesized that implementa-

tion of the new workflow would result in a learning curve 

of progressively reduced fluoroscopy times. In addition, 

we sought to determine whether the new low-fluoroscopy 

workflow could be achieved without compromising safety or 

effectiveness. Therefore, we conducted exploratory analyses 

of effectiveness endpoints, notably, freedom from recurrence 

of atrial arrhythmias within the 12 months of study follow-up.

Methods
This study analyzed real-world data collected at a single 

high-volume academic electrophysiology (EP) practice with 

fellows actively participating in the procedures between July 

2014 and December 2015. Ablations were performed by five 

operators. Typically, the primary operator was the attend-

ing physician, with fellows providing limited assistance. 

The study population consisted of consecutive symptom-

atic, drug-refractory PAF patients presenting for catheter 

ablation. All patients met accepted guideline indications 

for catheter ablation.18 Ablations were performed with the 

THERMOCOOL SMARTTOUCH® Catheter (ST) (Biosense 

Webster, Inc., Irvine, CA, USA) and CARTO VISITAG™ 

Module (Visitag) (Biosense Webster, Inc.). The details of the 

standardized workflow utilizing this CF-sensing technology 

are presented below. Study data consist of baseline patient 

characteristics, comorbidities, procedural details, complica-

tions, and effectiveness outcomes.

The Stanford University Research Compliance Office 

approved this study and granted a waiver of informed con-

sent for analysis and publication of de-identified records on 

November 1, 2016. All data used to perform the statistical 

analysis were de-identified and accessed in compliance with 

the Health Insurance Portability and Accountability Act. 

This research was conducted in conformity with the ethical 

standards of the Declaration of Helsinki.

Workflow for ST ablations
After informed consent and induction of general anesthesia, 

a multi-electrode temperature probe (CIRCA S-CATH™, 

CIRCA Scientif ic, LLC, Englewood, CO, USA) was 

advanced into the esophagus. Vascular access was obtained 

under ultrasound guidance. An intracardiac echocardiography 

(ICE) catheter (ACUNAV™ Catheter or SOUNDSTAR® 

Catheter, Biosense Webster, Inc.) was advanced using pro-

gressively reduced fluoroscopic guidance over the evaluation 

period. An ST ablation catheter was inserted into the right 

atrium (RA), also with a continuing decrease in fluoroscopic 

guidance as the study period progressed. An electroanatomic 

(EA) map and shell of the RA were created using the ablation 

catheter, and a decapolar catheter was advanced using EA 

map guidance into the coronary sinus. Double-transseptal 

puncture was performed using ICE guidance and also 

required progressively less fluoroscopy over time.

A multi-electrode mapping catheter (LASSO® Catheter 

or PENTARAY™ Catheter, Biosense Webster, Inc.) and the 

ablation catheter were advanced into the left atrium (LA). An 

EA map and shell of the LA was then created using a combi-

nation of these catheters. The phrenic nerve and esophagus 

course, as delineated by the esophageal temperature probe, 

were marked on the EA map. Wide-area circumferential 

pulmonary vein (PV) antral ablation was then used to create 

electrical isolation of all PVs. RF delivery was continuous if 

possible, and the ablation catheter was moved in a contiguous 

fashion once ablation parameters that resulted in automated 

tagging of points using the Visitag Module were achieved. 

Typically, parameters for Visitag were set at a minimum CF 

of 5 g for a minimum of 45% of the time with a maximum 

location stability of 2-mm and minimum time of 3 seconds.

Electrical isolation of each PV was confirmed with both 

entrance and exit block in sinus rhythm, after a minimum 

20-minute waiting period post-ablation. Isolation was con-

firmed with and without either isoproterenol infusion of up 

to 20 μg/min or adenosine via central venous access. Any evi-

dence of electrical reconnection was treated with additional 

ablation until electrical isolation was achieved. If excessively 

rapid increases or high elevation of temperatures were mea-

sured with the esophageal temperature probe, additional 

ablation along the corresponding portion of the posterior wall 

was aborted. Both the ablation and PENTARAY™ Catheters 

were manipulated during mapping and ablation with minimal 

to no fluoroscopy, relying on the mapping system and ICE 
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for guidance of catheter movement. All procedures were 

performed with a combination of the attending physician 

and EP fellow manipulating the catheters.

Data collection and follow-up
Baseline patient characteristics, comorbid conditions, and AF 

history were recorded prior to ablation. Procedural details, 

including the ablations performed, total procedure time, total 

RF time, and fluoroscopy time, were also captured. Procedure 

time was defined as the period from sheath access through 

removal of all intracardiac catheters. All patients were moni-

tored on telemetry in a recovery unit overnight.

Patients were followed for safety during the procedure 

and prior to hospital discharge, and serious procedure-related 

complications were recorded. These events were defined as 

outcomes attributable to the procedure that were life-threat-

ening, required further intervention, or delayed discharge 

due to safety concerns.

Typical follow-up was at 1, 3, 6, and 12 months, then 

annually thereafter as desired by the patient. Cardiac rhythm, 

medication usage, and effectiveness measures were collected 

at a 12-month office visit, ideally conducted within a target 

period of 12 months ±30 days following the procedure. An 

electrocardiogram was performed at each visit, and a Holter 

monitor was worn for up to 2 weeks if possible at the 3-, 

6-, and 12-month follow-up intervals. For this analysis, we 

evaluated rhythm status at the 12-month visit if available, or 

at the follow-up visit closest to the 12-month target window. 

Patients were typically maintained on the same antiarrhyth-

mic drugs (AADs), if any, taken prior to the initial ablation 

procedure, and AAD use was continued for 2–3 months post-

ablation. After 3 months, patients were advised to discontinue 

AADs if no evidence of recurrent AF or other sustained atrial 

tachyarrhythmia was seen. However, patients who wished to 

continue using AADs could do so. The primary effectiveness 

endpoint was freedom from recurrence of atrial arrhythmias 

at the 12-month follow-up visit. Freedom from recurrence 

was defined as being in sinus rhythm at the 12-month follow-

up visit without an intervening ablation.

Statistical analysis
All available patient characteristics, procedural details, 

complications, and effectiveness measures were summarized 

using descriptive statistics. Procedure, RF, and fluoroscopy 

times were modeled using linear regression, and the recur-

rence endpoint was modeled with logistic regression. Patient 

characteristics, procedure chronology, procedural details, 

and follow-up time were tested as explanatory variables in 

all models. Procedure chronology, type of ablation (de 

novo vs reablation), additional AF ablation targets (yes/

no), and ablation for additional arrhythmias (yes/no) were 

of primary interest.

All statistical analyses in this study were performed 

using SAS software, Version 9.2 or higher (SAS Institute 

Inc., Cary, NC, USA).

Results
Forty-three patients met the inclusion criterion of undergoing 

ablation for PAF during the study period, with 35 patients 

having follow-up information. The average time to follow-up 

for these patients was 12±3 months.

Patient characteristics
Baseline patient characteristics are shown in Table 1. The 

majority of the study population was male (69.8%) and the 

average age was 66±8.6 years. The median time since AF 

diagnosis was 60 months (IQR: 24–96 months) and 58.1% of 

the patients had prior ablations. Hypertension was the most 

Table 1 Baseline patient characteristics

N %

Total patients 43 100

Gender, male 30 69.8
Had prior AF ablation(s) 25 58.1
Had implantable cardiac device 4 9.3
Comorbid conditions
Congestive heart failure 7 16.3
Coronary artery disease 5 11.6
Diabetes mellitus 5 11.6
Hypertension 22 51.2
Peripheral vascular disease 1 2.3
Sleep apnea 11 25.6
Stroke 5 11.6
Valvular disease 3 7.0
CHA2DS2-VASc score
0 2 4.7
1 12 27.9
2 13 30.2
3 8 18.6
4 6 14.0
5 1 2.3
6 0 0.0
7 1 2.3
8 0 0.0
 Mean SD
Age at ablation 66.3 8.6
Months with AF 77.0 89.8

Median, IQR 60.0 24–96
Ejection fraction (%) 53.7 3.5
Months to follow-up visit 11.9 3.1

Abbreviation: AF, atrial fibrillation.
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prevalent individual comorbidity, followed by sleep apnea 

(51.2% and 25.6%, respectively, Table 1). Most patients 

had low to moderate risk of stroke, as evidenced by almost 

two-thirds having CHA
2
DS

2
-VASc scores of ≤2 (Table 1).

Procedural efficiency
The mean procedure time was 217±42 minutes, with a mean 

RF time of 65±19 minutes (Table 2). The mean fluoroscopy 

time was 2.3±3.0 minutes, with 97.7% of patients having 

<10 minutes and 86.0% having <5 minutes of exposure 

(Table 2). A clear downward trend over time was observed, 

suggesting a rapid learning curve for reducing fluoroscopy 

usage (Figure 1). Median fluoroscopy time per procedure 

during the second half of the evaluation period was 9 

seconds (n=22), reduced from 3.8 minutes during the first 

half (n=21). After adjusting for statistically significant 

procedural differences, increasing procedure chronology 

was shown to be significantly associated with a reduction 

in fluoroscopy time (P≤0.0001), but not with procedure 

or RF times.

Effectiveness and safety
Effectiveness measures at the 12-month visit are sum-

marized in Table 3. Freedom from recurrence of any atrial 

arrhythmia was met in 80.0% of the population. Thirteen of 

the 35 patients with follow-up remained on AADs either by 

choice or to maintain sinus rhythm. At each visit, patients 

were advised to discontinue AADs if no AF was observed 

during their evaluation, but many patients elected to continue 

them. In single-predictor logistic regression models, only the 

chronology of the ablation (categorized as first 1/3 vs last 2/3 

of procedures) was significant in explaining freedom from 

recurrence at the 12-month follow-up visit (P=0.03). More-

over, the magnitude of the difference in the rates for the two 

groups was clinically significant, with the last 2/3 of proce-

dures resulting in a higher rate of freedom from recurrence 

than the first 1/3 procedures (91.3%, n=23 vs 58.3%, n=12).

Figure 1 Reduction of fluoroscopy usage learning curve.
Notes: Median fluoroscopy times: all 43 procedures, 0.6 minutes; first 21 procedures, 3.8 minutes; last 22 procedures, 9 seconds.
Abbreviation: PAF, paroxysmal atrial fibrillation.
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Table 2 Procedural detail

Efficiency Mean SD

Total procedure time (minutes) 217 41.9
Total radiofrequency time (minutes) 65 19.4
Total fluoroscopy time (minutes) 2.3 3.0
Low fluoroscopy targets n/N %
Fluoroscopy time <10 minutes 42/43 97.7

Fluoroscopy time <5 minutes 37/43 86.0
Acute procedural success n/N %
Pulmonary veins isolated 166/172 96.5
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The only serious procedure-related complication in our 

study population was a case of pericardial effusion that did 

not require intervention and had no long-term sequelae.

Discussion
In this academic teaching center, a concerted effort to reduce 

fluoroscopy utilization during catheter ablation for AF proved 

to be safe, effective, and achievable, with total fluoroscopy 

time decreasing dramatically over the study period. During 

the 18 months immediately following adoption of procedural 

changes to reduce fluoroscopy, median fluoroscopy time was 

reduced from ~4 minutes in the first 21 study procedures to just 

9 seconds in the last 22 procedures. This reduction was achieved 

via a workflow that relied on ultrasound and EA mapping to 

overcome procedural difficulties that historically relied on fluo-

roscopy. Specifically, ultrasound was used to facilitate vascular 

access, EA mapping systems were used to enable diagnostic 

catheter placement without fluoroscopy, transseptal puncture 

was accomplished via ICE visualization, and LA mapping and 

ablation were facilitated with the EA mapping system.

The single complication was well within reported rates 

for AF ablation,7 and overall freedom from AF at 1 year after 

ablation was also similar to published rates.1,7 In addition to 

the expected reductions in fluoroscopy over the implementa-

tion period for this new low-fluoroscopy workflow, the large 

increase in effectiveness from the first 1/3 procedures to the 

later 2/3 procedures was a striking unforeseen benefit.

Technologies that allow for improved confidence in 

positional relationships between catheters and cardiac 

structures, including ICE, advanced mapping systems, and 

CF-sensing catheters may contribute to the ability to safely 

and  effectively achieve a minimal fluoroscopic ablation tech-

nique and workflow. In this study, CARTO™ EA mapping, 

CF ablation, and ICE technologies were utilized. Though 

the adaptability of this workflow to alternative technologies 

is unclear, other studies of minimal or zero fluoroscopy AF 

ablation have also demonstrated safety and acute procedural 

efficacy, as measured primarily by PV isolation and acute 

complication rates.19–22 To our knowledge, only one other 

study has reported outcomes during an active learning period 

for fluoroscopy reduction.4 That research found significantly 

lower fluoroscopy times (–77%), radiation doses (–71%), and 

procedural times (–19%) with routine use of CF technology. 

Our study underscores the existence of this learning period, 

but illustrates that learning can occur soon after the adoption 

of a low-fluoroscopy workflow, and particularly among just 

43 ablation procedures. This learning period occurred in the 

setting of an academic EP practice, where trainees actively 

participate in procedures, learning catheter manipulation, 

mapping, and ablation. Despite the relative inexperience 

of operators in this setting, safe and effective fluoroscopic 

reduction was achieved. It will be important to evaluate the 

feasibility, safety, and efficacy of these fluoroscopy reduction 

techniques more broadly among the wider EP community.

We surmise that each component of the overall workflow 

described in our study contributes importantly to the reduc-

tion of fluoroscopy utilization while maintaining safety and 

effectiveness. Groin access via ultrasound visualization is a 

well-described technique that was utilized in all procedures 

in our evaluation.23 The ability to visualize catheters using a 

combination of ICE and EA mapping likely provides improved 

real-time imaging of catheter position in relationship to car-

diac structures that is more detailed and accurate than that pro-

vided by traditional fluoroscopy. CF-sensing technology may 

provide additional benefit by ensuring adequate catheter-tissue 

contact during RF ablation and during catheter manipulation 

when monitoring for excessive CF,1,24,25 which may contribute 

to a safe and effective reduction in fluoroscopy utilization. 

Further study will be critical to better understanding the full 

impacts and potential benefits of these technologies.

Limitations
The primary limitation of this study is the non-randomized 

retrospective design. As such, the results lack generalizability 

beyond the site at which the procedures occurred. Although 

it is probable that our findings are widely applicable, site-

specific contextual factors could lead to different results 

across sites or operators. Typical fluoroscopy time at the 

onset of the study period was already reduced compared 

to fluoroscopy times reported in the literature, suggesting 

Table 3 Twelve-month effectiveness

 N %

Total patients 43 100

Cardiac rhythm at 12-month visit
Sinus rhythm 32 74.4
AF – paroxysmal 1 2.3
AF – persistent 2 4.7
No follow-up visit 8 18.6
Antiarrhythmic medication at 12-month visit
No 22 51.2
Yes 13 30.2
No follow-up visit 8 18.6
Reablation procedure prior to 12-month visit
No 31 72.1
Yes 4 9.3
No follow-up visit 8 18.6
12-month primary effectiveness (N=35 patients with follow-up)
Freedom from recurrence 28/35 80.0

Abbreviation: AF, atrial fibrillation.
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operators had already adopted some techniques to reduce 

fluoroscopy. Therefore, applicability of these results to cen-

ters using significantly higher fluoroscopy per case is unclear. 

Other limitations include the potential for confounding by 

unmeasured variables and the possibility of insufficient power 

to detect significant differences due to low sample size.

Conclusion
With concerted effort and with the use of a combination of 

ICE, EA mapping, and CF technologies, effective and signifi-

cant reduction of fluoroscopic utilization during PAF ablation 

procedures is achievable while simultaneously maintaining 

safety and effectiveness.
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