	
	Number
	BDM (%)
	ADM (%)
	MicroScan (%)
	Etest (%)
	Vitek2 COMPACT (%)
	BD Phoenix 100 (%)
	Disk diffusion method (%)

	K. pneumoniae
	78 
	5.13 
	10.26 
	3.85 
	6.41 
	23.08 
	6.41 
	6.41 

	 E. coli
	10 
	0.00 
	0.00 
	0.00 
	10.00 
	10.00 
	0.00 
	0.00 

	E. cloacae
	7 
	28.57 
	28.57 
	28.57 
	42.86 
	42.86 
	28.57 
	28.57 

	K. oxytoca
	2 
	0.00 
	50.00 
	0.00 
	0.00 
	0.00 
	0.00 
	0.00 

	E. cloacae
	1 
	0.00 
	0.00 
	0.00 
	0.00 
	0.00 
	0.00 
	0.00 

	Total
	100
	-
	-
	-
	-
	-
	-
	-


Supplementary Table 1 Resistance percentages among the tested strains
Abbreviations: BMD, Broth microdilution; ADM, Agar dilution method; K. pneumoniae, Klebsiella pneumoniae; E. coli: Escherichia coli; E. cloacae: Enterobacter cloacae; K. oxytosus, Klebsiella 
