Inhaled pulmonary vasodilators for persistent pulmonary hypertension of the newborn: safety issues relating to drug administration and delivery devices

Abstract: Treatment for persistent pulmonary hypertension of the newborn (PPHN) aims to reduce pulmonary vascular resistance while maintaining systemic vascular resistance. Selective pulmonary vasodilation may be achieved by targeting pulmonary-specific pathways or by delivering vasodilators directly to the lungs. Abrupt withdrawal of a pulmonary vasodilator can cause rebound pulmonary hypertension. Therefore, use of consistent delivery systems that allow for careful monitoring of drug delivery is important. This manuscript reviews published studies of inhaled vasodilators used for treatment of PPHN and provides an overview of safety issues associated with drug delivery and delivery devices as they relate to the risk of rebound pulmonary hypertension. Off-label use of aerosolized prostacyclins and an aerosolized prostaglandin in neonates with PPHN has been reported; however, evidence from large randomized clinical trials is lacking. The amount of a given dose of aerosolized drug that is actually delivered to the lungs is often unknown, and the actual amount of drug deposited in the lungs can be affected by several factors, including patient size, nebulizer used, and placement of the nebulizer within the breathing circuit. Inhaled nitric oxide (iNO) is the only pulmonary vasodilator approved by the US Food and Drug Administration for the treatment of PPHN. The iNO delivery device, INOmax DS® IR®, is designed to constantly monitor NO, NO₂, and O₂ deliveries and is equipped with audible and visual alarms to alert providers of abrupt discontinuation and incorrect drug concentration. Other safety features of this device include two independent backup delivery systems, a backup drug cylinder, a battery that provides up to 6 hours of uninterrupted medication delivery, and 27 alarms that monitor delivery, dosage, and system functions. The ability of the drug delivery device to provide safe, consistent dosing is important to consider when selecting a pulmonary vasodilator.

Keywords: nitric oxide, prostaglandin E₁, prostaglandin I₂, nebulizers, medical device safety, prostacyclin

Introduction

Failures in the normal postbirth transition of the pulmonary circulation can lead to a syndrome characterized by sustained elevation of pulmonary vascular resistance, right-to-left shunting, and severe hypoxemia.¹² This syndrome, referred to as persistent pulmonary hypertension of the newborn (PPHN), occurs in approximately two of every 1,000 live births.³ The primary goal of treatment of PPHN is to reduce pulmonary vascular resistance while maintaining systemic vascular resistance; hence, the ideal therapy for PPHN is a vasodilator agent that is selective for the pulmonary circulation.¹⁴ Selective pulmonary vasodilation may be achieved by targeting pulmonary-specific pathways
with systemically delivered drugs or by delivering vasodilators directly to the lungs. Currently, the only pulmonary vasodilator approved by the US Food and Drug Administration (FDA) for the treatment of pulmonary hypertension in neonates is inhaled nitric oxide (iNO). A range of other vasodilators have been used off label, including phosphodiesterase inhibitors, prostacyclin (PGI₂) analogs, prostaglandin E₁ (PGE₁), and endothelin receptor antagonists.

Abrupt withdrawal of pulmonary vasodilator treatment can result in the potentially dangerous complication of rebound pulmonary hypertension (RPH), which is characterized by an increase in pulmonary vascular resistance, compromised cardiac output, and/or severe hypoxemia. It is believed that RPH occurs as a consequence of downregulation of endogenous nitric oxide (NO) production and increased endothelin-1 concentrations. To avoid delivery failure and inconsistent dosing of pulmonary vasodilators, it is important to use safe and consistent delivery systems that allow for careful monitoring of drug delivery and are approved by the FDA for use in conjunction with ventilatory support. This manuscript reviews published studies of inhaled pulmonary vasodilators used in neonates with PPHN and provides an overview of drug delivery and device safety as they relate to the risk of RPH.

Inhaled aerosolized pulmonary vasodilators

Prostacyclins

PGI₂ acts as a vasodilator by activating adenylate cyclase and increasing cyclic adenosine monophosphate in pulmonary arterial smooth muscle cells. Three different PGI₂ analogs have been approved by the FDA for use in patients with pulmonary arterial hypertension (PAH; World Health Organization [WHO] Group 1), including epoprostenol (intravenous [IV] injection), iloprost (inhalation solution), and treprostinil (extended-release oral tablets), subcutaneous infusion, and inhalation solution; none are approved for treatment of PPHN. In general, off-label use of systemic PGI₂ has largely been avoided in the PPHN population because of concerns about the risk of systemic hypertension. However, inhaled aerosolized epoprostenol and iloprost have been used off label to provide selective pulmonary vasodilation in neonates with PPHN.

Epoprostenol

Epoprostenol was the first drug approved by the FDA for the treatment of PAH and is approved only for IV use in the treatment of PAH (WHO Group 1) to improve exercise capacity. Off-label use as an inhaled aerosol in neonates with PPHN has been described in case reports and a retrospective chart review but has not yet been evaluated in randomized controlled trials. The reconstituted solution of epoprostenol has a pH of 10.2–10.8 and is increasingly unstable at a lower pH. A reconstituted solution identified 20 pediatric subjects who received aerosolized epoprostenol concomitantly with iNO and IV milrinone at a single hospital over a 2-year period. Most subjects (16/20) also received concomitant enteral sildenafil. The study found a significant decrease in the oxygenation index (OI) from 26.4 before treatment to 18.6 during treatment (P = 0.04). The majority of subjects were neonates (13/20, 65%). In subgroup analyses by age and diagnosis, significant improvements in OI were observed only in the neonatal group and those with meconium aspiration syndrome and/or PPHN. Overall, six of the 20 subjects (five neonates) experienced at least one studied side effect during treatment with epoprostenol; the most common of these was a decrease in systolic blood pressure necessitating fluid boluses or administration of vasopressor agents. Transient difficulty with the nebulizer–ventilator interface was the most common respiratory problem requiring brief interruption of therapy, which, in some cases, caused inconsistent mean airway pressure during high-frequency oscillatory ventilation.

Epoprostenol may be aerosolized in a nebulizer connected to either the inspiratory limb of the ventilator circuit or the bilevel pulmonary arterial pressure (PAP) circuit for noninvasive ventilation at a point as close as possible to the endotracheal tube or mask. Nebulizers used in studies reported in the published literature include the Small Particle Aerosol Generator-2 (SPAG-2; ICN Pharmaceuticals, Inc., Costa Mesa, CA, USA), the MiniHEART Lo-Flo nebulizer (Westmed, Inc., Tucson, AZ, USA; Table 1), and the Aeroneb Solo Nebulizer System (Aerogen Ltd., Galway, Ireland) with epoprostenol has been described in other patient populations (eg, adults with acute respiratory distress syndrome), but not for neonates with PPHN. Because of its very short half-life (~6 minutes), epoprostenol must be administered continuously; unplanned interruptions in delivery are potentially dangerous and may lead to RPH. Nebulizer clogging during aerosolization of epoprostenol associated with device-related desaturation, ventricular arrhythmias, and hypotension in an adult patient has been reported to the Manufacturer and User Facility Device Experience database.
Iloprost

Iloprost is a synthetic analog of PGI₂, approved only for the treatment of PAH (WHO Group 1). It has a half-life of 20–30 minutes and is intended to be inhaled six to nine times a day using the I-neb adaptive aerosol delivery nebulizer (Philips Respironics, Respiratory Drug Delivery, Chichester, UK). The I-neb adaptive aerosol delivery is not intended for use in neonates or in a ventilator circuit. In published reports of aerosolized iloprost in newborns with PPHN, the drug was administered via other nebulizers, including Aeroneb® Module for SERVO-i ventilator (MAQUET Critical Care AB, Solna, Sweden),22,27 SPAG-2,21,28 CX3 (OMRON Healthcare Europe B.V., Hoofddorp, the Netherlands),29–31 and OPTINEB™ Ultrasonic Nebulizer (NEBU-TEC International, Elsenfeld, Germany).22,31 Table 1. Most of these were case reports, involving a total of one to four infants.27,28,32 One retrospective review evaluated preterm infants with pulmonary hypertension who were treated with mechanical ventilation and surfactant.31 Of the 50 infants included in the study, 15 continued to have an OI ≥25 and pulmonary hypertension despite mechanical ventilation and surfactant treatments. This group of 15 then received inhaled iloprost with a jet nebulizer adapted to the ventilator circuit. In these patients, the mean maximum OI decreased from 38, before initiation of iloprost, to 8 at the end of iloprost treatment. The mean systolic PAP declined from 62 to 25 mmHg. The mean duration of inhaled iloprost treatment was 5 days. No clinical signs necessitating cessation of inhaled iloprost, no side effects attributable to iloprost treatment, and no nebulizer–ventilator device-related adverse events were reported. However, the authors concluded that further studies are required to evaluate the efficacy and safety of inhaled iloprost in the preterm population.31

Another retrospective study compared inhaled iloprost (n=20) with oral sildenafil (n=27) in term infants with PPHN.29 Iloprost (1–2.5 mg/kg every 2–4 hours) was administered endotracheally using the CX3 nebulizer. Subjects in the iloprost group showed significantly greater improvements versus sildenafil in time to adequate clinical response (P<0.03), duration of drug (sildenafil or iloprost) administration (P=0.03), duration of mechanical ventilation (P<0.001), use of magnesium sulfate as a second vasodilator (P=0.036), and requirement for support with extra-inotropic agents (P<0.001). While no side effects on blood pressure or homeostasis were observed in the iloprost group, the incidence of systemic hypotension was significantly higher in the sildenafil group compared to that in the iloprost group (9/27 versus 0/20; P=0.01). Four (20%) and three (11%) infants died of PPHN in the iloprost and sildenafil groups, respectively. No clinical signs requiring cessation of inhaled iloprost therapy were detected, and no side effects attributable to iloprost treatment were observed during drug administration. The authors concluded that aerosolized iloprost may provide an effective and well-tolerated treatment option for critically ill patients with PPHN in developing countries, where other treatment modalities (eg, iNO, high-frequency oscillatory ventilation, and extracorporeal membrane oxygenation) are not available.

Table 1 Aerosolized vasodilator used in PPHN: nebulizers and dosing in published studies

<table>
<thead>
<tr>
<th>Vasodilator</th>
<th>Nebulizer (specifications)</th>
<th>Dosing in PPHN studies</th>
</tr>
</thead>
<tbody>
<tr>
<td>Epoprostenol</td>
<td>MiniHEART Lo-Flo®</td>
<td>50 ng epoprostenol/kg/min</td>
</tr>
<tr>
<td>(Flolan®)</td>
<td>Particle size: 2–3 μm²</td>
<td>Nebulization rate: 8 mL/h</td>
</tr>
<tr>
<td></td>
<td>SPAG-2®</td>
<td>2.5 mg epoprostenol/mL at</td>
</tr>
<tr>
<td></td>
<td>MMAD: 1.3 μm²</td>
<td>6 mL/h (51 ng/kg/min)</td>
</tr>
<tr>
<td></td>
<td>Nebulization rate:</td>
<td>10 μg epoprostenol/mL at</td>
</tr>
<tr>
<td></td>
<td>12.5–15.0 mL/h</td>
<td>12 mL/h</td>
</tr>
<tr>
<td>Iloprost</td>
<td>Aeroneb Solo®</td>
<td>10 μg iloprost/3 mL in</td>
</tr>
<tr>
<td>(Ventavis®)</td>
<td>Nebulizer: 0.30 mL/min</td>
<td>nebulizer to obtain a dose</td>
</tr>
<tr>
<td></td>
<td>OMRON CX3®</td>
<td>of 1.2 μg²</td>
</tr>
<tr>
<td></td>
<td>MMAD: 3.8 μm²</td>
<td>1–2.5 μg iloprost/kg every</td>
</tr>
<tr>
<td></td>
<td>Nebulization rate:</td>
<td>2–4 hours³⁹</td>
</tr>
<tr>
<td></td>
<td>0.25 mL/min</td>
<td></td>
</tr>
<tr>
<td></td>
<td>SPAG-2®</td>
<td>20 μg iloprost/kg/d²⁸</td>
</tr>
<tr>
<td></td>
<td>MMAD: 1.3 μm²</td>
<td>Nebulization rate:</td>
</tr>
<tr>
<td></td>
<td>Nebulization rate:</td>
<td>12.5–15.0 mL/h</td>
</tr>
<tr>
<td></td>
<td>OPTINEB® baffle plate®</td>
<td>2 μg iloprost/kg³²</td>
</tr>
<tr>
<td></td>
<td>MMAD: 2.3 μm³³</td>
<td>Nebulization rate not</td>
</tr>
<tr>
<td></td>
<td>Nebulization rate:</td>
<td>provided (only available for</td>
</tr>
<tr>
<td></td>
<td>for treprostinil [mg/min])</td>
<td>treprostinil)</td>
</tr>
<tr>
<td>Prostaglandin E₁</td>
<td>MiniHEART®</td>
<td>25–300 ng iloprost/kg/min</td>
</tr>
<tr>
<td>(alprostadil)</td>
<td>Particle size: 2–3 μm²</td>
<td>(incremental doses)³⁸</td>
</tr>
<tr>
<td></td>
<td>Nebulization rate:</td>
<td>8 mL/h</td>
</tr>
</tbody>
</table>

Notes: *MiniHEART Lo-Flo nebulizer (Westmed, Inc., Tucson, AZ, USA). †SPAG-2 (ICN Pharmaceuticals, Inc., Costa Mesa, CA, USA). ‡Aeroneb Solo System (Aerogen Ltd., Galway, Ireland). §OMRON CX3 nebulizer (OMRON Healthcare Europe B.V., Hoofddorp, the Netherlands). OPTINEB® Ultrasonic Nebulizer (NEBU-TEC International, Elsenfeld, Germany) was sold to United Therapeutics Corporation (Silver Spring, MD, USA) and is currently available only for delivery of inhaled treprostinil (Tyvaso Inhalation System); Green Baffle Plate MMAD 2.3 μm (NEBU-TEC International). Abbreviations: MMAD, mean mass aerosol diameter; PPHN, persistent pulmonary hypertension of the newborn; SPAG-2, Small Particle Aerosol Generator-2.
neonates with congenital heart defects.\textsuperscript{34} Aerosolized PGE\textsubscript{1} has been used as a selective pulmonary vasodilator in adults with acute lung injury\textsuperscript{35} and acute respiratory distress syndrome.\textsuperscript{36} One pilot trial evaluated the use of aerosolized PGE\textsubscript{1} in term/near-term infants with neonatal respiratory failure.\textsuperscript{37} In this study, incremental doses of inhaled PGE\textsubscript{1} (25, 50, 150, and 300 ng/kg/min) were delivered by the MiniHEART jet nebulizer\textsuperscript{38} over a 2-hour period to 13 subjects before receiving iNO and to seven subjects who had failed to respond to previous iNO therapy; after the 2-hour administration period, study treatment was weaned over 1 hour. The mean (standard deviation) increase in partial pressure of oxygen in arterial blood (PaO\textsubscript{2}) at the end of PGE\textsubscript{1} administration was 63 (26.3) torr in the iNO-naïve subjects ($P=0.024$), and 40 (62.1) torr in the iNO nonresponders ($P>0.05$). Eight (61.5\%) iNO-naïve subjects and three (42.9\%) iNO nonresponders had a full response (increase in PaO\textsubscript{2} $\geq$25 torr) to PGE\textsubscript{1}. There was no evidence of RPH between doses and after cessation of inhaled PGE\textsubscript{1}, and no systemic side effects were detected. A pilot study (NCT01467076) of inhaled PGE\textsubscript{1} in neonates with hypoxic respiratory failure and a suboptimal response to iNO was halted due to low subject enrollment.\textsuperscript{39}

**Delivery considerations associated with nebulizers for aerosolized vasodilators**

None of the nebulization systems that have been used to aerosolize vasodilators in the PPHN literature have FDA clearance for delivery of these agents or for use in the PPHN population. When administering an inhaled vasodilator, it is important that the device used allows for consistent drug dosing to prevent potential RPH and hypoxemia. Most nebulizers, including the Aeroneb and MiniHEART, are not equipped with alarms that can alert caregivers if medication is not being delivered;\textsuperscript{22,38} the Aeroneb and MiniHEART nebulizers do not monitor medication delivery. Therefore, clinicians must visually inspect the nebulizer for aerosol output in order to ensure correct functionality. The frequency at which nebulizer output should be checked is unclear, as no guidance on this issue is provided in the user manuals. The lack of an alarm system in medical devices was identified as a major contributing factor to alarm-related events (eg, death and permanent loss of function) in a 2013 Joint Commission review of the Sentinel Event database.\textsuperscript{40} In the absence of appropriate safety features on a given delivery device, the patients themselves may become the alarm for poor drug delivery; in the case of a patient with PPHN, this can possibly manifest as signs of increased PAP, decreased cardiac output, worsening OI, and/or serious hypoxemia.\textsuperscript{29,41} Appropriate monitoring of systemic blood pressure and oxygen saturation should be kept in place to avoid rebound effects of interrupted drug delivery. It is also important to maintain availability of a backup drug delivery system when using a nebulizer. The Aeroneb and the MiniHEART Lo-Flo nebulizers do not have backup delivery modes or a backup drug supply;\textsuperscript{22,38} and setup of an additional nebulizer and/or a backup supply of prepared drug solution may require additional indirect costs and staff training.

When administering aerosolized drugs to mechanically ventilated patients, the dose of drug delivered to the lungs is often unknown.\textsuperscript{42} Aerosolized particle sizes and flow rates vary substantially between nebulizers (Table 1), and none of the nebulizers have a drug delivery monitor to determine dosing. Drug deposition in the lung is dependent on several factors, including patient size, the nebulizer used, placement of the nebulizer within the inhalation circuit, endotracheal tube size, and mechanical ventilator application (ie, high-frequency versus conventional ventilation).\textsuperscript{43,44} Guidelines are lacking on procedures for preparing these drugs for use in nebulizers; multiple individuals may be involved, including the pharmacist, the nurse, and the respiratory therapist. Also, there is currently a lack of consensus on the best placement of nebulizers within the ventilator circuit for optimal lung deposition. Overall, the fraction of the dose deposited in the alveolar space during mechanical ventilation is estimated to be <10\%–20\% of the administered dose,\textsuperscript{45} and the alveolar dose is even smaller in newborn infants because there is a proportionally larger dead space.\textsuperscript{17} Dose adjustments of aerosolized vasodilators can add further complexity to achieving an appropriate treatment regimen for an individual patient, as each desired drug concentration has to be mixed separately.\textsuperscript{42}

**Nitric oxide**

NO acts as a vasodilator by binding to and activating guanylate cyclase and increasing intracellular levels of cyclic guanosine 3’,5’-monophosphate, which results in relaxation of vascular smooth muscle.\textsuperscript{4} When inhaled, NO selectively dilates the pulmonary vasculature and has minimal effect on the systemic vasculature because it is quickly inactivated by hemoglobin. iNO improves oxygenation and decreases the need for extracorporeal life support in neonates with PPHN.\textsuperscript{46–49} iNO (INOmax\textsuperscript{8}; INO Therapeutics, Hampton, NJ, USA), used in conjunction with ventilator support and other appropriate agents, is indicated for the treatment of term and near-term (>34 weeks gestation) neonates with...
hypoxic respiratory failure associated with clinical or echocardiographic evidence of pulmonary hypertension, where it improves oxygenation and reduces the need for extracorporeal membrane oxygenation.⁶

Abrupt discontinuation of iNO may lead to increasing PAP and worsening oxygenation (ie, RPH) even in neonates who do not have an apparent response to iNO. One study of 97 subjects who received iNO showed that when iNO exposure was limited to 30 minutes, withdrawing iNO in neonate nonresponders did not cause increased respiratory morbidity.⁵⁸ Nevertheless, weaning of iNO requires downtitration in several steps, pausing several hours at each step to monitor for hypoxemia.

When the FDA approved iNO in 1999, the risk of RPH with abrupt discontinuation of drug delivery was a major concern. In 2000, the FDA released a guidance document for the NO delivery apparatus requiring that such devices include multiple safety features, such as mechanisms to allow for constant monitoring of NO, NO₂, and O₂ deliveries; a backup drug delivery system; a sensor that sounds an alarm when NO concentrations are out of the specified range; and a backup power supply.⁵¹ NO delivery systems (eg, INOmax DS IR⁶, INOmax DS, or INOvent; INO Therapeutics) deliver NO in conjunction with a ventilator or breathing gas administration system after dilution with an O₂/air mixture.⁷ The INOmax DS IR device constantly monitors NO, NO₂, and O₂ deliveries and has audible and visual alarms to alert providers of abrupt discontinuation of drug delivery and incorrect drug concentration. It includes two independent backup delivery systems, a backup drug cylinder, a battery that provides up to 6 hours of uninterrupted medication delivery, and 27 alarms that monitor delivery, dosage, and system functions. As such, the INOmax DS IR is the only device for administration of an inhaled pulmonary vasodilator that complies with all FDA delivery device requirements.

**Summary**

Although some data suggest that aerosolized PGI₂ analogs may be effective pulmonary vasodilators in neonates with PPHN, these agents are not approved by the FDA in this patient population and evidence from randomized clinical trials is lacking. iNO is the only inhaled pulmonary vasodilator approved for term and near-term neonates with PPHN. Because of the risk of RPH on withdrawal, consistent dosing and avoidance of delivery failure are important considerations when selecting a pulmonary vasodilator. Also, caregivers should be trained to identify signs and symptoms of RPH, especially in the absence of device safety alarms. The use of delivery devices equipped with appropriate alarm functions and integrated backup drug delivery can help prevent disruptions in drug delivery and avoid potential device-related adverse events. When utilizing nebulizers to administer aerosolized pulmonary vasodilators, it is important that clinicians visually assess and monitor aerosol output in order to determine medication administration.

**Acknowledgments**
The authors thank Michael Morren, RPh, MBA, and Lela Creutz, PhD, of Peloton Advantage, LLC, Parsippany, NJ, USA, for assistance with writing and manuscript preparation, funded by Mallinckrodt Pharmaceuticals.

**Disclosure**
Nathan Cosa has no conflicts to disclose in this work. Edward Costa Jr is an employee of Mallinckrodt Pharmaceuticals.

**References**


