School bus accommodation-relaxing skiascopy

Andrew W Arnold¹
Stephanie L Arnold¹
Jacob H Sprano²
Robert W Arnold² ³

¹Pacific Northwest University College of Osteopathic Medicine, Yakima, WA, USA; ²Kansas City University of Osteopathic Medicine, Kansas City, MO, USA; ³Alaska Blind Child Discovery, Alaska Children’s Eye & Strabismus, Anchorage, AK, USA

Objective: Accurate estimation of hyperopia and astigmatism is challenging in delayed children. Conventional skiascopy holds rows of increasing power ± lenses vertically in front of one eye. The school bus accommodation-relaxing skiascopy (SBA-RS) design holds child-friendly, lenses +1 to +10D horizontally so that a higher power fogs the non-tested eye-relaxing accommodation without cycloplegia.

Methods: Design: Evaluation of diagnostic test. Subjects: Patients undergoing comprehensive ophthalmology practice. Cycloplegic (cyclopentolate 1%) retinoscopy was compared to dry SBA-RS and Retinomax (Righton, Japan) during pediatric eye examinations. Outcome measures: correlations, Chi-square and receiver operating characteristic (ROC) curve.

Results: Of 470 patients with a median age 6 years, 238 were under the age of 60 months and 110 had developmental delays. For those with cycloplegic spherical equivalent hyperopia over 0.7 D, median (90% CI) value for retinoscopy was +2.63 D (+0.75, +6.88), for SBA-RS was +2.50 D (+0.50, +6.75) and less for 184 with Retinomax +1.88 D (+1.56, +6.13) but similar despite delays. Astigmatic cylinder SBA-RS +1.50 D (+0.25, +4.00) lagged retinoscopy +1.75 D (+0.75, +4.50) but Retinomax was greater +2.00 D (+0.25, +4.64). Cycloplegic refractive components such as spherical equivalent, cylinder, and J0 and J45 power vectors correlated highly and were near unity with SBA-RS and Retinomax with the latter deviating greater. SBA-RS screened for amblyopia risk factors up to 92% sensitive and 94% specific.

Conclusion: Accommodation-relaxing horizontal skiascopy very precisely estimates astigmatism power and axis and only lags cycloplegic refraction by about 0.15D in hyperopic patients fairly independent of neurodevelopmental delay. This technique can quickly estimate refraction even in delayed patients potentially reducing some need for cycloplegia.

Clinical Trials Registry: NCT03668067.

Keywords: hyperopia, retinoscopy, cycloplegia, skiascopy

Introduction

Cycloplegia is considered an integral component of a confirmatory pediatric ophthalmology examination because it aims to uncover all hyperopia and minimize over-minus, and it affords mydriasis for a wide view of the retina.¹ The downsides of cycloplegia include 1) painful, unwanted drops, ²⁻⁴ 2) incomplete absorption and effect, ⁵.⁶ and 3) prolonged exam time. ⁷⁻⁸ Pediatric and developmentally delayed patients often dislike, or are emotionally traumatized by, cycloplegic instillation, especially repeated instillation.²⁻³ Hyperopia above 3.5 diopeters is a recognized risk factor for amblyopia,⁹ however there exists a disparity; the risk factor prevalence for high hyperopia (8%) far exceeds the prevalence of amblyopia of 2.5%.¹⁰ It is likely that latent hyperopia is a better predictor of amblyopia than cycloplegic hyperopia because many children compensate for their hyperopia with robust
accommodation. An abbreviated examination combined
with latent hyperopia revealing photoscreening may obvi-
ate cycloplegia in some children.

Dynamic retinoscopy is a technique that can expose
some hyperopia and compensatory accommodation. Noncycloplegic retinoscopy was found to be the most
sensitive of all 11 screening techniques prospectively eval-
uated in Phase 1 of the landmark NIH-funded Vision in
Preschoolers study (VIPS), even though it underestimated
some cases of hyperopia and astigmatism. A better
method for revealing hyperopia, especially in children
and developmentally delayed adults is desired.

We modified the conventional vertically oriented, dou-
ble-row skiascopy rack: 1) to include a single row of
increasing integer convex lenses from +1 through +10, 2)
to hold horizontally so a higher plus lens covers the con-
tralateral, fixing eye for fogging, 3) to utilize a child-
friendly design of a school bus, 4) to add millimeter ruler
and 5) one wheel with a concave –5 lens and the other
with a translucent occluder. We call this the school bus
accommodation-relaxing skiascopy (SBA-RS, Eye Care
and Cure, Tuscon, AZ, USA).

Retinomax (model K +3, Righton, Tokyo) is a handheld
autorefractor with sufficiently high reliability such that it
was chosen to determine gold-standard refractive error in the
Multi-Ethic Pediatric Eye Disease study. We studied the
relative merit of SBA-RS compared to Retinomax in estimating
cycloplegic refraction in patients with and without develop-
mental delay.

Methods
This prospective study is covered by Institutional Review
Board at Providence Hospital with Clinical Trial Registry
(NCT03668067) and de-identified data access from www.
ABCD-Vision.org. The study complies with HIPAA and the
Declaration of Helsinki. Images and video of children exam-
ined by this technique are included. Written parental informed
consent with appropriate translation was obtained.

The SBA-RS rack (Eye Care and Cure: 22 cm × 6 cm ×
0.5 cm) has one row of convex (plus) lenses from 1 to 10
diopters arranged continuously so extra plus lens can be
placed horizontally over the nonretinoscoped eye to achieve
fogging. The rack appears like a yellow school bus with a
millimeter ruler (Figure 1). One “wheel” has a –5 concave
lens and the other a translucent occluder.

The retinoscopy technique presented the previously hidden
school bus as a surprise (brought forward from a back pocket)
and handed to the child asking if any older siblings ride a bus.

Then, sitting behind the windows was demonstrated by the
retinoscopist gently transferring the bus toward the child’s eye
covering the nonscoped eye with adjacent, higher plus “win-
dows.” The desired response was more “with” retinoscopy
reflex 1–3 seconds looking through the skiascopy lens, and
sliding the bus back and forth toward higher plus lenses
watching for more “with” reflex and mydriasis accompa-
nying-relaxed accommodation. Neutralization required confirmation
of astigmatism power and axis for the first eye. Then, the “bus”
was reversed “to come home from school.” Often accommo-
dation was already relaxed for the second eye as soon as the
reversed-direction bus was in place (Supplementary video).

Since SBA-RS has just one row of integer-value plus
spherical lenses, retinoscopy made liberal use of 1) adjust-
ing the working distance to determine fractional refractive
values for sphere and cylinder power and 2) sliding the bus
back and forth to relax more accommodation uncovering
more hyperopia. For higher myopic patients, the concave –5
lens in one of the “bus wheels” was utilized. Utilizing this
simple device, the single –5 lens and the +1 through +10
convex lenses, sphero-cylinder refraction could be deter-
mined with a range from −10D to +8.5D. For the extremely
high hyperopic patients, the SBA-RS was checked by hold-
ing an additional +12 lens to allow fogging when refracting
through the +10 lens.

Patients undergoing initial or follow-up comprehensive
ophthalmic examination were screened with SBA-RS
before retinoscopy with our “gold-standard” cycloplegia

Figure 1 The school bus accommodation-relaxing skiascopy (SBA-RS) technique being utilized by author RWA in a remote Burma clinic demonstrating a higher plus lens over the nonstreaked eye to produce fogging effect (written informed parental consent given to share photo).
at least 20 mins following instillation of cyclopentolate 1%. For objective comparison, many of the patients also had Retinomax automated refraction before cycloplegic refraction. Data were collected regarding age, indication for examination and neurodevelopmental delay such as autism, syndrome, attention-deficit hyperactivity disorder (ADHD), fetal alcohol syndrome (FAS), etc. The clinician performing the cycloplegic examination mainly used phoropter with refinement and was usually not aware of the Retinomax findings at the time of the refraction.

Refractive values were organized to afford the best comparison. Spherical equivalent was sphere plus 0.5 × cylinder power in plus format. Power vectors for astigmatism (J0 Horizontal Jackson-Cross and J45 oblique Jackson-Cross) were calculated by

\[ J_0 = \left[ -(K_{\text{steep}} - K_{\text{flat}})/2 \right] \times \cos 2\alpha \]

and

\[ J_{45} = \left[ -(K_{\text{steep}} - K_{\text{flat}})/2 \right] \times \cos 2\alpha \]

where \( K \) represents cylinder power and \( \alpha \) the axis in radians. \(^{18}\) We classified cases of hyperopia as those whose cycloplegic spherical equivalent exceeded 0.7 diopters and those with astigmatism as those whose plus cylinder power exceeded 0.7 diopters. Bland-Altman analysis and interclass correlation coefficient (ICC) were determined for these refractive values.

Correlations were assessed by linear regression with Spearman product moment coefficient. Medians between groups were compared with Mann–Whitney test. Proportions were compared with Chi-square test. A probability of 0.05 was considered significant.

Sample size calculation for linear regression with 2 predictors: statistical power level 0.9, probability level 0.01, and the anticipated effect size of 0.05 indicate a minimal sample size of 351.

**Results**

Refractions by both SBA-RS and cycloplegic retinoscopy techniques were completed by 470 patients age 0.3–60.3, median 5.99 years. Retinomax autorefraction was also completed by 184. There were 238 younger children aged 0.3–6.0 years of whom 99 were infants aged 4–30 months, 42 were toddlers aged 31–48 months and 97 were preschool aged 49–60 months. \(^9\) Indication for referral or examination of the younger children included strabismus 62, photoscreen refer 56, retinopathy of prematurity follow-up 15, refraction/ambylophia 14, developmental delay new referral 13, and tear duct/ptosis 8 with 70 miscellaneous. The number with various types of developmental delay was 110.

**Table 1** shows compared refractive values between SBA-RS and Retinomax versus cycloplegic refraction. The spherical equivalent hyperopia (median with 90% CI), for the SBA-RS separated by neurologic status: delays +2.50 (+0.50, +5.83) and normals +2.50 (+0.43, +7.00) were not significantly different (Mann–Whitney \( z=1.55, p=0.12 \)). The median value with 90% CI for astigmatic patients with cylinder power in both eyes combined with cycloplegic refraction was +1.75 D (+0.75, +4.50), for SBA-RS +1.50 D (+0.25, +4.00) and for Retinomax +2.00 D (+0.25, +4.64). When SBA-RS and Retinomax refractive components were compared to cycloplegic refraction, Retinomax differed substantially for spherical equivalent, J0 vector and J45 vector for the right eye. SBA-RS was slightly less than cycloplegic refraction in the right eye only for cylinder power and J0 vector.

**Table 2** gives the relevant slope and intercept parameters for linear regression with cycloplegic refraction (ordinate) versus SBA-RS and Retinomax (abscissa). Included are CIs for slope allowing comparison with ideal unity line and Pearson product-moment correlation. **Figure 2** shows how SBA-RS is closer to unity for spherical equivalent compared to Retinomax. **Figure 3** shows the similarity for spherical equivalent SBA-RS separated into linear fits for hyperopia >0.7D and also separated by developmental delays versus normals. **Figure 4** shows astigmatic plus cylinder power, **Figure 5** shows J0 power vector, and **Figure 6** shows J45 power vector, revealing that the SBA-RS is a bit closer to unity line than Retinomax. Figures 7 and 8 show Bland–Altman plots of refractive components J0 vector and J45 vector comparing SBA-RS with cycloplegic retinoscopy for patients with greater than 0.7 diopters cylinder. ICC for J0 vector was 0.39 (from 0.01 to 0.72) and for J45 vector −0.03 (from −0.11 to 0.06).

**Figure 9** shows two receiver operating characteristic (ROC) curves with SBA-RS screening for amblyopia risk factors (ARF) by AAPOS preschool 2003 \(^9\) and age-stratified 2013 \(^9\) uniform guidelines. SBA-RS by 2003 guidelines with prescreening probability of ARFs of 71% achieved 92% sensitivity and 94% specificity. With 2013 guidelines, SBA-RS had 86% sensitivity and 76% specificity. Retinomax with prescreening probability 56% had lower validity: 81% sensitivity/71% specificity by 2003 guidelines and 77% sensitivity/75% specificity by 2013 guidelines.

**Table 3** shows the proportion of SBA-RS and Retinomax refractive readings that differed from cycloplegic by more than 1 diopter for spherical equivalent and astigmatic...
Table 1 Compared refractive values for spherical equivalent (Sph Eq) hyperopia (hyper) and astigmatism (cyl) greater than 0.7 diopters for right eye and left eyes (R and L). Median and 90% CIs are given. Medians compared between SBA-RS and cycloplegic refractions (bus and C; upper of each Mann–Whitney z value) and Retinomax compared to cycloplegic refraction (RM and C; lower of each z with p= probability). Patients with developmental delays compared for impact on relaxing accommodation.

<table>
<thead>
<tr>
<th>Component</th>
<th>Rx &gt;0.7 D</th>
<th>Median</th>
<th>CI 5%</th>
<th>CI 95%</th>
<th>n</th>
<th>Mann–Whitney</th>
<th>Delays</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td>z</td>
<td>p</td>
</tr>
<tr>
<td>Sph Eq</td>
<td>R hyper</td>
<td>bus</td>
<td>2.50</td>
<td>0.50</td>
<td>6.75</td>
<td>264</td>
<td>1.59</td>
</tr>
<tr>
<td></td>
<td>R hyper</td>
<td>C</td>
<td>2.75</td>
<td>0.88</td>
<td>6.88</td>
<td>264</td>
<td></td>
</tr>
<tr>
<td></td>
<td>R hyper</td>
<td>RM</td>
<td>1.88</td>
<td>-2.25</td>
<td>6.13</td>
<td>93</td>
<td>4.71</td>
</tr>
<tr>
<td></td>
<td>L hyper</td>
<td>bus</td>
<td>2.44</td>
<td>0.25</td>
<td>6.75</td>
<td>264</td>
<td>1.53</td>
</tr>
<tr>
<td></td>
<td>L hyper</td>
<td>C</td>
<td>2.50</td>
<td>0.50</td>
<td>7.00</td>
<td>264</td>
<td></td>
</tr>
<tr>
<td></td>
<td>L hyper</td>
<td>RM</td>
<td>2.00</td>
<td>-1.88</td>
<td>6.50</td>
<td>93</td>
<td>3.34</td>
</tr>
<tr>
<td>cyl</td>
<td>R cyl</td>
<td>bus</td>
<td>1.50</td>
<td>0.00</td>
<td>3.50</td>
<td>116</td>
<td>2.05</td>
</tr>
<tr>
<td></td>
<td>R cyl</td>
<td>C</td>
<td>1.50</td>
<td>0.75</td>
<td>3.50</td>
<td>116</td>
<td></td>
</tr>
<tr>
<td></td>
<td>R cyl</td>
<td>RM</td>
<td>1.75</td>
<td>0.25</td>
<td>4.00</td>
<td>44</td>
<td>0.57</td>
</tr>
<tr>
<td></td>
<td>L cyl</td>
<td>bus</td>
<td>1.13</td>
<td>0.00</td>
<td>3.50</td>
<td>116</td>
<td>1.38</td>
</tr>
<tr>
<td></td>
<td>L cyl</td>
<td>C</td>
<td>1.25</td>
<td>0.25</td>
<td>3.75</td>
<td>115</td>
<td></td>
</tr>
<tr>
<td></td>
<td>L cyl</td>
<td>RM</td>
<td>1.88</td>
<td>0.25</td>
<td>3.50</td>
<td>42</td>
<td>1.45</td>
</tr>
<tr>
<td>J0</td>
<td>R cyl</td>
<td>bus</td>
<td>0.75</td>
<td>-0.50</td>
<td>1.75</td>
<td>88</td>
<td>1.78</td>
</tr>
<tr>
<td></td>
<td>R cyl</td>
<td>C</td>
<td>0.62</td>
<td>-0.50</td>
<td>1.73</td>
<td>116</td>
<td></td>
</tr>
<tr>
<td></td>
<td>R cyl</td>
<td>RM</td>
<td>0.91</td>
<td>-0.06</td>
<td>2.12</td>
<td>35</td>
<td>3.72</td>
</tr>
<tr>
<td></td>
<td>L cyl</td>
<td>bus</td>
<td>0.71</td>
<td>-0.48</td>
<td>1.72</td>
<td>88</td>
<td>1.65</td>
</tr>
<tr>
<td></td>
<td>L cyl</td>
<td>C</td>
<td>0.60</td>
<td>-0.46</td>
<td>1.82</td>
<td>116</td>
<td></td>
</tr>
<tr>
<td></td>
<td>L cyl</td>
<td>RM</td>
<td>0.99</td>
<td>-0.12</td>
<td>1.80</td>
<td>35</td>
<td>3.28</td>
</tr>
<tr>
<td>J45</td>
<td>R cyl</td>
<td>bus</td>
<td>0.00</td>
<td>-0.65</td>
<td>0.34</td>
<td>88</td>
<td>0.86</td>
</tr>
<tr>
<td></td>
<td>R cyl</td>
<td>C</td>
<td>-0.04</td>
<td>-0.66</td>
<td>0.34</td>
<td>116</td>
<td></td>
</tr>
<tr>
<td></td>
<td>R cyl</td>
<td>RM</td>
<td>0.04</td>
<td>-0.80</td>
<td>0.56</td>
<td>35</td>
<td>3.48</td>
</tr>
<tr>
<td></td>
<td>L cyl</td>
<td>bus</td>
<td>0.00</td>
<td>-0.51</td>
<td>0.50</td>
<td>88</td>
<td>0.37</td>
</tr>
<tr>
<td></td>
<td>L cyl</td>
<td>C</td>
<td>0.00</td>
<td>-0.55</td>
<td>0.56</td>
<td>116</td>
<td></td>
</tr>
<tr>
<td></td>
<td>L cyl</td>
<td>RM</td>
<td>0.03</td>
<td>-0.52</td>
<td>0.60</td>
<td>35</td>
<td>0.55</td>
</tr>
</tbody>
</table>

Table 2 Regressions: For each refractive component comparing a noncycloplegic screen with either bus (SBA-RS) or Retinomax with cycloplegic actual refraction. Refractive values of hyperopia (hyp) and astigmatism (cyl) sorted to those greater than 0.7 diopters (Rx>0.7).

<table>
<thead>
<tr>
<th>Component</th>
<th>Side</th>
<th>Rx&gt;0.7</th>
<th>Delay</th>
<th>Compare</th>
<th>Slope</th>
<th>CI 95%</th>
<th>Intercept</th>
<th>Spearman</th>
</tr>
</thead>
<tbody>
<tr>
<td>Spherical Eq</td>
<td>R All</td>
<td>All</td>
<td>All</td>
<td>Bus</td>
<td>0.98</td>
<td>0.96, 1.01</td>
<td>0.14</td>
<td>0.97</td>
</tr>
<tr>
<td></td>
<td>R All</td>
<td>All</td>
<td>All</td>
<td>RM</td>
<td>0.79</td>
<td>0.71, 0.87</td>
<td>1.01</td>
<td>0.81</td>
</tr>
<tr>
<td></td>
<td>L All</td>
<td>All</td>
<td>All</td>
<td>Bus</td>
<td>0.99</td>
<td>0.97, 1.02</td>
<td>0.17</td>
<td>0.97</td>
</tr>
<tr>
<td></td>
<td>L All</td>
<td>All</td>
<td>All</td>
<td>RM</td>
<td>0.86</td>
<td>0.79, 0.93</td>
<td>0.91</td>
<td>0.87</td>
</tr>
<tr>
<td></td>
<td>R hyp</td>
<td>Normal</td>
<td>Bus</td>
<td>0.97</td>
<td>0.88, 1.07</td>
<td>0.52</td>
<td>0.94</td>
<td></td>
</tr>
<tr>
<td></td>
<td>R hyp</td>
<td>Normal</td>
<td>RM</td>
<td>1.02</td>
<td>0.89, 1.15</td>
<td>0.35</td>
<td>0.96</td>
<td></td>
</tr>
<tr>
<td></td>
<td>R hyp</td>
<td>Delay</td>
<td>Bus</td>
<td>0.9</td>
<td>0.76, 1.03</td>
<td>0.69</td>
<td>0.92</td>
<td></td>
</tr>
<tr>
<td></td>
<td>R hyp</td>
<td>Delay</td>
<td>RM</td>
<td>0.94</td>
<td>0.63, 1.25</td>
<td>0.61</td>
<td>0.92</td>
<td></td>
</tr>
<tr>
<td></td>
<td>L hyp</td>
<td>Normal</td>
<td>bus</td>
<td>0.99</td>
<td>0.91, 1.1</td>
<td>0.49</td>
<td>0.94</td>
<td></td>
</tr>
<tr>
<td></td>
<td>L hyp</td>
<td>Normal</td>
<td>RM</td>
<td>0.91</td>
<td>0.78, 1.04</td>
<td>0.79</td>
<td>0.85</td>
<td></td>
</tr>
<tr>
<td></td>
<td>L hyp</td>
<td>Delay</td>
<td>bus</td>
<td>0.93</td>
<td>0.76, 1.1</td>
<td>0.62</td>
<td>0.90</td>
<td></td>
</tr>
<tr>
<td></td>
<td>L hyp</td>
<td>Delay</td>
<td>RM</td>
<td>0.47</td>
<td>-0.60, 1.5</td>
<td>1.6</td>
<td>0.32</td>
<td></td>
</tr>
</tbody>
</table>

(Continued)
Chi-square calculations indicate that the discrepancy from cycloplegic was greater for Retinomax than for SBA-RS.

**Conclusion**

For normal and developmentally delayed patients, dry SBA-RS closely resembled cycloplegic refraction in terms of sphere and cylinder. The performance was slightly better than noncycloplegic Retinomax. In terms of estimating cycloplegic hyperopia, SBA-RS underestimated it by about 6%, whereas Retinomax underestimated cycloplegic hyperopia by about 26%.

Retinoscopy can be difficult in uncooperative children and developmentally delayed adults. A major hurdle is surmounted if the patient accepts trial lenses to be held in front of the eye for a moment of retinoscopy; we still had a few (n=25) patients who objected to the school bus in front of their eyes. However, we noted

<table>
<thead>
<tr>
<th>Component</th>
<th>Side</th>
<th>Rx&gt;0.7</th>
<th>Delay</th>
<th>Compare</th>
<th>Slope</th>
<th>CI 95%</th>
<th>Intercept</th>
<th>Spearman</th>
</tr>
</thead>
<tbody>
<tr>
<td>Cylinder power</td>
<td>R</td>
<td>cyl</td>
<td>All</td>
<td>Bus</td>
<td>0.81</td>
<td>0.73, 0.89</td>
<td>0.58</td>
<td>0.80</td>
</tr>
<tr>
<td></td>
<td>R</td>
<td>cyl</td>
<td>All</td>
<td>RM</td>
<td>0.65</td>
<td>0.52, 0.77</td>
<td>0.83</td>
<td>0.74</td>
</tr>
<tr>
<td></td>
<td>L</td>
<td>cyl</td>
<td>All</td>
<td>Bus</td>
<td>0.86</td>
<td>0.79, 0.94</td>
<td>0.38</td>
<td>0.84</td>
</tr>
<tr>
<td></td>
<td>L</td>
<td>cyl</td>
<td>All</td>
<td>RM</td>
<td>0.77</td>
<td>0.67, 0.88</td>
<td>0.48</td>
<td>0.84</td>
</tr>
<tr>
<td>J0 vector</td>
<td>R</td>
<td>cyl</td>
<td>All</td>
<td>Bus</td>
<td>0.92</td>
<td>0.84, 0.99</td>
<td>0.14</td>
<td>0.87</td>
</tr>
<tr>
<td></td>
<td>R</td>
<td>cyl</td>
<td>All</td>
<td>RM</td>
<td>0.75</td>
<td>0.60, 0.89</td>
<td>0.26</td>
<td>0.76</td>
</tr>
<tr>
<td></td>
<td>L</td>
<td>cyl</td>
<td>All</td>
<td>Bus</td>
<td>0.9</td>
<td>0.82, 0.98</td>
<td>0.12</td>
<td>0.87</td>
</tr>
<tr>
<td></td>
<td>L</td>
<td>cyl</td>
<td>All</td>
<td>RM</td>
<td>0.76</td>
<td>0.64, 0.88</td>
<td>0.24</td>
<td>0.83</td>
</tr>
<tr>
<td>J45 vector</td>
<td>R</td>
<td>cyl</td>
<td>All</td>
<td>Bus</td>
<td>0.98</td>
<td>0.87, 1.1</td>
<td>−0.01</td>
<td>0.80</td>
</tr>
<tr>
<td></td>
<td>R</td>
<td>cyl</td>
<td>All</td>
<td>RM</td>
<td>0.66</td>
<td>0.51, 0.81</td>
<td>−0.09</td>
<td>0.71</td>
</tr>
<tr>
<td></td>
<td>L</td>
<td>cyl</td>
<td>All</td>
<td>Bus</td>
<td>0.92</td>
<td>0.82, 1.03</td>
<td>−0.01</td>
<td>0.79</td>
</tr>
<tr>
<td></td>
<td>L</td>
<td>cyl</td>
<td>All</td>
<td>RM</td>
<td>0.67</td>
<td>0.47, 0.86</td>
<td>−0.06</td>
<td>0.63</td>
</tr>
</tbody>
</table>

Figure 2 Linear regression for spherical equivalent comparing two screening methods (abscissa) SBA-RS (open black circles and solid black regression line) and Retinomax (solid gray diamonds with dashed gray regression line) compared to cycloplegic refraction in diopters (ordinate).
Figure 3 Linear regressions for SBA-RS versus cycloplegic spherical equivalent refraction for patients with and without developmental delays separating those with hyperopia (spherical equivalent greater than 0.7 D).

Figure 4 Linear regression for astigmatism cylinder power comparing two screening methods (abscissa) SBA-RS (open black circles and solid black regression line) and Retinomax (solid gray diamonds with dashed gray regression line) compared to cycloplegic refraction in diopters (ordinate).
very similar linear regression for SBA-RS versus cycloplegic retinoscopy for the majority of our developmentally delayed patients because many participated with the child-friendly design.
Figure 7 Bland–Altman plot comparing patients with astigmatism 0.75 and greater measured by school bus accommodation relaxing skiascopy (SBA-RS) and cycloplegic refraction for J0 vector.

Figure 8 Bland–Altman plot of J45 vector for patients with astigmatism 0.75 diopters and greater measured with SBA-RS compared to cycloplegic refraction.
True refraction can be estimated in several ways, but several modern methods require patient participation with the face held close to a table-top instrument. Subjective refraction may be slightly less reliable than automated refraction in adults, but cooperation is required. Retinomax is considered highly reliable and was used to perform uniform cycloplegic endpoints for MEPEDS and BPEDS. For children and young adults with latent hyperopia, cycloplegia offers the gold-standard method of estimating hyperopia. Cyclopentolate is clinically practical but painful with 1 day of mydriasis and blur. Some patients may require several days pre-examination dilation with atropine prolonging blur and photosensitivity even if the drop is less painful. Mydriasis and cycloplegia alter the optics of the eye; many patients have better acuity with under-plus
spectacles compared to full cycloplegia and mydriasis, especially in patients for whom full plus is not required to treat accommodative esotropia.

Dynamic retinoscopy induces accommodation, while the pupillary reflex is observed.\(^2\) Fogging with a plus lens over the contralateral eye is effective in relaxing accommodation in cooperative patients. Fogging with a +2 lens on Grand Seiko binocular autorefractometer successfully relaxed accommodation in young adults similar to cyclopentolate.\(^2\)\(^3\) SBA-RS seems to offer a practical reversing effect to dynamic retinoscopy- and the two techniques can be used interchangeably.

If SBA-RS is able to uncover a sufficient portion of true hyperopia for a patient with a given presentation, the retina still needs to be examined. Current nonmydriatic cameras and small-pupil indirect ophthalmoscopes\(^2\)\(^4\) offer better alternatives to mydriasis than was available previously.

Strengths of the study include ample numbers to detect small differences and high prevalence of young patients with developmental challenges. The study benefitted from a large number of photoscreening and strabismus referrals. The vast majority of cycloplegic refractions was done by an experienced pediatric ophthalmologist refined with a phoropter. The new skiascopy rack was compared to state-of-the-art handheld autorefractor. Astigmatism was compared using the method consistent with Alpins.\(^2\)\(^5\)

Weaknesses of the study include only partial blinding of the solo confirmatory retinoscopicist to the screening values. This was not a community screening study but instead had enhanced prescreening probability. Cycloplegia was produced with a single instillation of cyclopentolate recognizing that repeat instillation of cycloplegic or atropine may uncover even more hyperopia. We failed to carefully document the time of examination as if cycloplegia was avoided.

Cycloplegia remains the gold standard for comprehensive eye examinations especially when esotropia is suspected. For children and developmentally delayed adults, the SBA-RS technique may have a beneficial role when cooperation or examination time is at a premium.

Data sharing statement
Data can be obtained from http://www.abcd-vision.org/references/2WIN%20Bus%20de-identified%209-6-18.pdf.

Acknowledgment
This paper was presented as the poster at the annual meeting of the American Association for Pediatric Ophthalmology and Strabismus (AAPOS), San Diego 3/2019.

Disclosure
Robert W Arnold coordinates the Alaska Blind Child Discovery which has received discounted vision screen technology from several vendors. He serves unpaid on advisory boards for several photoscreeners. He is on the boards of PDI Check that makes vision screen game for Nintendo 3DS and also for Glacier Medical Software that markets ROP Check NICU cloud-based monitoring software. He is also an investigator and protocol developer for PEDIG. Dr Arnold also has a patent pending with PDI Check. No author has a financial stake in SBA-RS from Eye Care and Cure. The authors report no other conflicts of interest in this work.

References


