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Aim: Correct measurement of blood pressure (BP) is important for optimal diagnosis and

treatment of patients with hypertension. The aim of this study was to compare a wrist-worn

device using tonometric measurements of BP to a conventional device using oscillometric

measurements of 24 h BP, diagnosing of hypertension, and non-dipping.

Methods: One-hundred patients in the Renal Outpatient Clinic had 24 h ambulatory BPmonitor-

ing performed with a tonometric device, BPro, and an oscillometric device, A&D, simultaneously.

Results: Twenty-four-hour and daytime systolic BP was significantly lower using tono-

metric monitoring compared to oscillometric (7 and 6 mmHg, respectively, p< 0.001). In the

population of patients diagnosed with hypertension, the tonometric device diagnosed 90% of

patients with uncontrolled hypertension correctly (positive predictive value), whereas 49% of

patients classified as normotensive were uncontrolled hypertensive (negative predictive

value). The mean difference between relative nocturnal BP decrease between tonometric

and oscillometric was 2±8% (p< 0.01), and 33% of patients classified as dippers were non-

dippers (negative predictive value).

Conclusion: Using the BPro device for tonometric monitoring of BP and classification of

hypertension and non-dipping in patients diagnosed with hypertension leads to misclassifica-

tion of patients. Therefore, the BPro device is not suitable for clinical practice in hyperten-

sive patients from a Renal Outpatient Clinic.
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Plain Language Summary
High blood pressure is the main contributor to morbidity and mortality related to cardiovas-

cular disease, i.e. stroke, heart failure, and renal disease. Optimal treatment of patients with

high blood pressure relies on correct monitoring of blood pressure.

Blood pressure is commonly measured with an oscillometric device. That is a device with an

inflatable cuff around the upper arm. One study has proposed that this technique is less accurate

in patients with stiff arteries, which can be seen in patients with chronic renal failure or diabetes.

The tonometric technique is another way to measure blood pressure. This technique is

based on capturing pulse wave reflections in the arterial surface, and blood pressure is

calculated from this using an algorithm. One device using this technique is the BPro® device

shaped like a wrist-worn watch. BPro has never been compared to the commonly used

oscillometric devices in patients from a Renal Outpatient Clinic. Therefore, the aim of this

study was to investigate if BPro diagnosed high blood pressure correctly in patients from

a Renal Outpatient Clinic.
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We compared blood pressure levels in 100 patients, and we

found that blood pressure levels measured with BPro were sig-

nificantly lower than oscillometric blood pressure levels, and

patients were misclassified as having normal blood pressure

when blood pressure was, in fact, high and vice versa.

Therefore, we did not find the BPro device suitable for monitor-

ing of blood pressure control in this population, because it would

lead to wrong treatment of patients with high blood pressure.

Introduction
Hypertension is accepted as the main contributor to cardi-

ovascular (CV) related morbidity and mortality.1–3 High

blood pressure (BP) is related to around 50% of the cases

of strokes and ischemic heart disease,1 and the risk of

cardiovascular disease (CVD) rises from office BP levels

as low as 115/75 mmHg.4 Optimal treatment of hyperten-

sive patients relies on correct monitoring of BP. Studies

have shown that 24 h ambulatory BP monitoring (ABPM)

is more accurate than office BP to predict the risk of CV

morbidity and mortality,5,6 and today nocturnal BP and

non-dipping status are considered to possess a stronger

correlation to the risk of CVD than daytime BP.7–9

Oscillometric devices are widely used in daily clinical

practice. One study has shown oscillometric devices to be

less accurate in patients with increased arterial stiffness.10 In

contrast to the oscillometric device, the tonometric device

uses another technique, where pulse wave reflections are

captured from the arterial surface, and blood pressure is

calculated using an algorithm. The BPro® device used in

the present study has previously been validated, and it met

the accuracy criteria of the Association for the Advancement

of Medical Instrumentation standards.11 However, this vali-

dation did not include 24 h measurements and did not

include patients with renal disease. The aim of the present

study was to analyze whether peripheral BP measured by

BPro® using the tonometric technique was comparable to

brachial BP measured by A&D device using an oscillometric

technique in a population of patients in the Renal Outpatient

Clinic, Regional Hospital West Jutland, Denmark.

Materials and Methods
Study Population
From December 2012 to June 2015 patients were recruited

from the Renal Outpatient Clinic, Regional Hospital West

Jutland. Inclusion criteria were men and women aged

18–90 years. Exclusion criteria were >10 mmHg differ-

ence in BP between right and left arm, atrial fibrillation,

and unwillingness to participate.

Ethics
A request for approval from The Regional Committees on

Health Research Ethics, Denmark, was sent. The

Committee did not find it to be a trial as defined in the

Announcement of the Act on Scientific Ethical Treatment

of Health Science Research Projects, and the committee

did, therefore, not need to approve this study.

Procedure
If the patient met the inclusion criteria at the time for

a pre-booked conventional 24 h ABPM in the Renal

Outpatient Clinic, they were invited to participate. If the

patient accepted, the tonometric device was placed simul-

taneously with the oscillometric device, following the

procedure as written below. Patients did not need to pro-

vide written informed consent. Data of medical prescrip-

tions and levels of p-creatinine and u-albumin were

derived from the electronic patient record system.

Tonometric Blood Pressure
Tonometric BP was measured by applanation tonometry

using BPro® (HealthSTATS, International Pte. Ltd.,

Singapore) placed on the radial artery on the left wrist.

The BPro device was calibrated with a mean of the last

three of four BP measured on the left arm with the A&D

device, later used for 24 h measurement on the same

subject. BP was measured every 15 min during 24 h.

Daytime was fixed at 6.01 am to10.59 pm, nighttime was

fixed at 11 pm to 6 am. We did not include a limit of

measurements for accepting the tonometric ABPM.

Oscillometric Blood Pressure
Oscillometric BP was measured using A&D TM-2430

(A&D Company Limited, Tokyo, Japan) with a cuff

placed on the right upper arm. The upper arm’s circum-

ference was measured, and an appropriate size cuff was

applied. BP was measured every 20 min throughout 24 h.

Day- and nighttime was fixed as for the tonometric device,

and as for the tonometric device, we did not include a limit

of measurements for accepting the ABPM.

Definition of Hypertension
Hypertension was defined as brachial 24 h BP ≥ 130

mmHg systolic and/or ≥80 mmHg diastolic. Non-dipping

was defined as a relative nocturnal systolic BP decrease

≤10%. These definitions are according to the most recent
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guidelines from the European Society of Hypertension/

European Society of Cardiology.12

Uncontrolled hypertension was defined as brachial

24 h BP ≥ 130 mmHg systolic and/or ≥80 mmHg diastolic

despite the awareness of hypertension diagnosis. Isolated

systolic hypertension was defined as brachial 24

h BP ≥ 130 mmHg systolic and <80 mmHg diastolic.

Biochemical Analyses
P-creatinine and urinary concentrations of albumin were

measured by routine methods at the Department of Clinical

Biochemistry, Regional Hospital West Jutland, Denmark.

eGFR was calculated using the CKD-MDRD equation.

Statistical Methods
Statistical analyses were performed by the authors using IBM

SPSS statistics version 22.0 (IBM Corp.; Armonk, NY,

United States). All data were tested for normality and var-

iance equality. The statistical level of significance was

p <0.05 in all analyses. Unless otherwise stated, normally

distributed continuous variables were reported as means with

standard deviation. Paired t-test was used for parametric

continuous variables and Wilcoxon test for non-parametric

continuous data. Correlation analyses on normally distribu-

ted continuous variables were performed with Pearson’s test

and with interclass correlation coefficient (ICC). Categorical

variables were reported as percentages with number.

McNemar's test was used to determine if any difference on

a dichotomous dependent variable between two groups

exited, while Cohen's kappa (ĸ) concordance test was used

to test for agreement between the two paired categorical

variables.

Positive and negative predictive values were calculated

using these formulas: positive predictive value (PPV) =

number of true positives/total number of positives and

negative predictive value (NPV) = number of true nega-

tives/total number of negatives.

Results
Study Participants
The study included 100 patients, 38 women and 62 men. The

mean age was 59 ± 14 years, andmeanBMIwas 28±6 kg/m2.

All patients were Caucasians. Eighty-three patients received

antihypertensive treatment, and all patients but two had

hypertension and/or received antihypertensive treatment.

Twenty patients received anti-diabetic medication. Twenty-

nine patients received aspirin as antithrombotic treatment.

Forty-one patients received statins. Mean eGFR was 60

±31 mL/min/1.73m2, total range [10–155] mL/min/1.73m2.

Forty patients had albuminuria (u-albumin >30 mg/L).

Quantity of ABPM
Oscillometric ABPM consisted of a mean of 83 (total range

55–106) measurements with 65 daytime (total range 41–83)

and 18 nighttime (total range 5–28). Tonometric ABPM

consisted of a mean of 56 (total range 23–81) measurements

with 36 (total range 17–61) daytime and 20 (total range 6–28)

nighttime measurements.

Blood Pressure
The difference in BP between right and left arm was non-

significant (SBP −0.95 and DBP −0.03, p>0.05).
Oscillometric and tonometric 24 h, daytime, and night-

time BP values are displayed in Table 1 along with

mean difference. Oscillometric systolic 24 h, daytime mea-

surements and relative nocturnal BP decrease were signifi-

cantly higher than tonometric measurements, whereas

nighttime oscillometric DBP was significantly lower. There

was no significant difference between oscillometric and tono-

metric 24 h and daytime DBP and nighttime SBP.

Table 1 Oscillometric and Tonometric Blood Pressure Measurements

Oscillometric Tonometric Mean Difference p

24 h SBP, mmHg 136 (15) 129 (19) 7 (17) <0.0001

24 h DBP, mmHg 78 (8) 80 (13) −1 (10) 0.19

Daytime SBP, mmHg 139 (14) 133 (20) 6 (17) <0.001

Daytime DBP, mmHg 81 (8) 82 (13) −2 (10) 0.07

Nighttime SBP, mmHg 124 (19) 122 (18) 3 (20) 0.16

Nighttime DBP, mmHg 70 (10) 75 (13) −6 (10) <0.0001

Relative nocturnal SBP decrease, % 10 (8) 8 (6) 2 (8) 0.01

Notes: Data are presented as mean (SD). Mean difference = oscillometric – tonometric values.

Abbreviations: SBP, systolic blood pressure; DBP, diastolic blood pressure; SD, standard deviation.
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Bland–Altman plot was used to graphically present the

difference between oscillometric and tonometric measure-

ments plotted against the averages of the two measure-

ments. Figure 1 shows a Bland–Altman plot for 24 h SBP

measurements. The mean difference between tonometric

and oscillometric measurements was above zero, depicted

as the solid black line in Figure 1. This shows a systematic

difference between tonometric and oscillometric measure-

ments over the entire range of SBP values. The tonometric

measurements were equally higher and lower than the

oscillometric measurements at every measured BP level,

and ninety-five percent of the measurements is within ±

2SD limit of the mean difference.

Figure 2 shows Bland–Altman plot for relative noctur-

nal SBP decrease. Also in this plot, there is a systematic

difference between the relative decreases between tono-

metric and oscillometric measurements over the entire

range of relative decrease values with equally higher and

lower tonometric than oscillometric values. Between 90%

and 95% of measurements are within the ± 2SD range

from the mean difference.

Correlation coefficients from linear correlation ana-

lyses between oscillometric and tonometric BP measure-

ments are seen in Table 2 along with ICC. There were

significant correlations between all parameters with

p-values <0.0001 using the Pearson's test. ICC was >0.90

with regard to 24 h SBP and between 0.50 and 0.75 for the

other ABPM parameters, while ICC was <0.5 for relative

nocturnal BP decrease. All parameters were significant

with a wide 95% CI.

Prediction of Hypertension, Uncontrolled

Hypertension, and Non-Dipping
Ninety-eight patients were previously diagnosed with hyper-

tension as mentioned above. Including these 98 patients in

analyses, uncontrolled hypertension as defined above was

seen in 73 patients using oscillometric 24 h measurements

and 60 patients using tonometric 24 h measurements

(McNemar’s test p= 0.019, ĸ=0.405 (p<0.00001)).

In the 98 patients diagnosed with hypertension, the posi-

tive predictive value (PPV) of uncontrolled hypertension using

the tonometric BPro with oscillometric 24 h measurements as

diagnostic standard was 90%, whereas the negative predictive

value (NPV) of uncontrolled hypertension using the tono-

metric device was 49%. The corresponding PPV and NPV

for diagnosing hypertension in the whole population were

88% and 50%, respectively.

Forty-four patients were non-dippers using oscillo-

metric measurements, and 57 patients were non-dippers

using tonometric measurements (McNemar’s test p=0.060,

ĸ=0.195 (p=0.045)). The PPV of using the tonometric
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Figure 1 Bland–Altman plot presenting the difference in blood pressure (mmHg)

between tonometric and oscillometric 24 h systolic measurements. The solid black line

represents the mean difference and the dotted lines represent mean difference ± 2SD.
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Figure 2 Bland–Altman plot presenting the difference in relative nocturnal systolic

blood pressure (%) between tonometric and oscillometric measurements. The solid

black line represents the mean difference and the dotted lines represent mean

difference ± 2SD.

Table 2 Correlation Between Oscillometric and Tonometric

Blood Pressure Measurements

r (Pearson’s

Test)

ICC (95% CI)

24 h SBP 0.525** 0.94 (0.34;0.98)**

24 h DBP 0.606** 0.71 (0.56;0.80)**

Daytime SBP 0.520** 0.64 (0.45;0.76)**

Daytime DBP 0.608** 0.70 (0.55;0.80)**

Nighttime SBP 0.446** 0.61 (0.43;0.74)**

Nighttime DBP 0.590** 0.68 (0.43;0.81)**

Relative nocturnal SBP

decrease, %

0.355** 0.49 (0.24;0.65)**

Note: **p<0.0001.
Abbreviations: DBP, diastolic blood pressure; ICC, intraclass correlation; SBP,

systolic blood pressure.
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24 h measurements to classify non-dippers with oscillo-

metric measurements as diagnostic standard was 0.53 or

53%, which means 53% of patients classified as non-

dippers using tonometric measurements were true non-

dippers, 47% were dippers. The NPV was 0.67 or 67%,

meaning that 67% of patients classified as dippers using

tonometric measurements were true dippers according to

oscillometric measurements.

Subgroup Analyses
BMI

Subgroup analyses of the 24 patients with BMI≥ 30

showed difference between oscillometric and tonometric

24 h SBP of 4 (13) mmHg (p=0.2), daytime SBP of 1 (13)

mmHg (p=0.6), and nighttime SBP 2 (18) mmHg (p=0.6).

Analyses of patients with BMI < 30 were similar to whole

group analyses (data not shown).

Isolated Systolic Hypertension

Twenty-five patients had isolated systolic hypertension as

defined above. In this population, analyses showed the

following difference between oscillometric and tonometric

measurements: 24 h SBP of 10 (19) mmHg (p=0.01),

24 h DBP of −2 (10) mmHg (p=0.01), daytime SBP of 9

(20) mmHg (p=0.3), daytime DBP of −3 (10) mmHg

(p=0.2), nighttime SBP 9 (10) mmHg (p=0.06), and night-

time DBP −5 (10) mmHg (p=0.016).

Patients Treated with Statins

Sub analyses of 24 h ABPM parameters in the population

of 41 patients receiving statins were similar to whole

group analyses (data not shown).

Number of Measurements

Additional paired t-test analyses including only patients

with a total number of 55 tonometric measurements or

more (n=63) showed similar values to the whole group

analyses with regard to mean difference between oscillo-

metric and tonometric mean values on 24 h, daytime,

nighttime, and relative nocturnal SBP decrease (data not

shown).

Discussion
The present study found that ambulatory BP measured by

a tonometric device, BPro, was lower than oscillometric

values with regard to 24 h and daytime SBP, whereas

24 h and daytime diastolic values were at a similar level.

There was a significant, but weak, correlation between

tonometric and oscillometric 24 h, day- and nighttime

measurements (significant Pearson correlation coefficient

>0.45). The interclass correlation was excellent with

regard to 24 h SBP, but only fair regard to the other

ABPM parameters, whereas ICC of relative nocturnal BP

decrease was poor.13 There was a systematic difference

between tonometric and oscillometric measurements, but

more than 95% of measurements were within 2SD from

the mean difference between the two devices when analyz-

ing 24 h systolic BP. This is within the limits recom-

mended by Bland and Altman.14 The PPV and NPV of

diagnosing uncontrolled hypertension with the tonometric

device were 90% and 49%, respectively, and which means,

that 90% of patients with uncontrolled hypertension using

tonometric monitoring were truly uncontrolled hyperten-

sive, whereas 49% of patients classified as normotensive

were actually uncontrolled hypertensive.

Two previous studies, one study on a small diabetic

population15 and one study on 50 normo- and prehyper-

tensive subjects16 have examined the tonometric BPro

device against an oscillometric device and concluded

agreement between tonometric and oscillometric measure-

ments. However, the study on diabetic patients only com-

pared office tonometric and oscillometric measurements.

The study on normo- and prehypertensive patients did find

a significant difference between measurements, as did we.

As proposed by van Popele et al10 in 2000, the over-

estimation of both systolic and diastolic BP using oscillo-

metric devices may be related to arterial stiffness. If the

tonometric device was more accurate in estimating BP, we

would have expected lower tonometric SBP and DBP in

the diabetic population from the previous study,15 and

similar tonometric and oscillometric measurements in the

normo- and prehypertensive population.16 In our study,

increased arterial stiffness could explain why systolic BP

was higher using oscillometric measurements. However,

we would have expected that the difference between oscil-

lometric and tonometric BP levels was higher in patients

with isolated systolic hypertension and lower in patients

treated with statins than the whole population, but we

found the same levels of difference. We did not know

the duration and adherence of statin treatment, which

may influence the negative finding. However, it is not

clear how the degree of arterial stiffness influences the

findings of the present study, and how the tonometric

device can accommodate the challenge of arterial stiffness.

In the present study, we excluded patients with more

than 10 mmHg difference between arms, and there was

a non-significant inter-arm difference of less than 1
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mmHg. Therefore, we do not consider this as a possible

explanation for the difference between methods.

Sub analyses of the patients with BMI ≥ 30 showed

a non-significant difference between tonometric and oscil-

lometric measurements. This suggests that the tonometric

device may be useful on this patient population, or maybe

the non-significant difference is related to the smaller

patient population and therefore lack of statistical power.

It is relevant to analyze if the quantity of measurements

can be a source of difference between results from two

devices. In the present study, we found that oscillometric

ABPM had more daytime measurements but a similar num-

ber of nighttime measurement compared to tonometric mea-

surements. However, we did subanalyses on the patients with

more than 55 tonometric measurements, which was the low-

est number of total oscillometric measurements over 24 h,

and these subanalyses were similar to whole group analyses.

In our study, we did not have a minimally acceptable

number of measurements for accepting the ABPM.

According to a study from Agarwal et al from 2018,17

means from 8 randomly selected systolic BP measure-

ments from a full 24 h ABPM were in good agreement

with the mean from the full 24 h measurements. According

to this finding, all 100 patients had an acceptable number

of measurements from both devices.

The relative nocturnal SBP decrease was significantly

lower using tonometric measurements compared with

oscillometric measurements, and the correlation between

the two measurements of the relative decrease was poor,

but significant. The Bland–Altman plot revealed a small

systematic difference between tonometric and oscillo-

metric measurements, and less than the recommended

95% of measurements were within the 2SD limit.

Therefore, using the tonometric BPro device to assess the

degree of dipping is related to inaccuracy. The PPV of

diagnosing non-dipping using tonometric measurements

was 53%, which means that 47% of patients diagnosed

as non-dippers with the tonometric device were actually

dippers. The NPV was 67%, which means that when using

the tonometric device 33% of patients classified as dippers

were non-dippers. In the present study, the tonometric

BPro device underestimated the degree of dipping and

led to misclassification of dipping status.

Current guidelines of diagnosing and treatment of hyper-

tension are based on BP measured by oscillometric devices.

Using tonometric techniques, therefore, needs studies ana-

lyzing the effect on patients’ health complications and

survival, when using tonometric devices instead of well-

know oscillometric devices.

Strengths and Limitations
It is a strength in this study that we used the oscillometric

device for 24 h measurements for calibration of the tono-

metric device and thereby eliminated an extra source of

difference between measurements. Moreover, there were

a high number of measurements using both the oscillo-

metric and tonometric device. The BP difference between

right and left arm was non-significant, and only patients

with less than 10 mmHg BP difference were included.

It is a weakness that we did not repeat the

24 h monitoring to test the reproducibility of the difference

between oscillometric and tonometric measurements.

Using this type of tonometric BP measuring device, cali-

bration relies on the oscillometric measurement of BP,

which may challenge the findings.

Conclusion
From the present study, we do not find the BPro tono-

metric device suitable for evaluating BP in hypertensive

patients from a Renal Outpatient Clinic. Despite the sig-

nificant correlation between oscillometric and tonometric

measurements, the use of tonometric measurements leads

to misclassification of hypertension and dipping status.

Abbreviations
ABPM, ambulatory blood pressure monitoring; BMI, Body

mass index; BP, blood pressure; CV, cardiovascular; CVD,

cardiovascular disease; DBP, diastolic blood pressure;

eGFR, estimated glomerular filtration rate; h, hour; ICC,

Intra-Class Correlation; NPV, negative predictive value;

PPV, positive predictive value; SBP, systolic blood pressure.
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