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Introduction: Although treatment of bone tumors is multidisciplinary, the complete surgi-

cal resection of bone tumors remains the mainstay of the treatment. Patient-specific instru-

ments (PSI) are personalized tools, which help the surgeon to perform tumor resections

accurately. The aim of this study is to evaluate how precise the planned resection can be

intraoperatively executed with the use of PSI.

Patients and Methods: Eleven patients who underwent a resection of bone tumor using PSI

were analyzed. A preoperative model of the tumor and the affected bone was created from

acquired CT scans and MRI. After defining the resection planes, PSI were produced by a 3D

printer. The resected piece of bone was scanned and imported in the original planning model

enabling the assessment of the distance between the planned resection plane and the realized

osteotomy in every direction.

Results: In overall, the combined error of an osteotomy ranges from 0.74 ± 0.96 mm to 3.60 ±

2.46 mm. The average errors observed in situations with one resection plane (simple osteotomy)

are lower than in complex curved osteotomies with multiple planes, in which we also found

a greater variance.

Conclusion: 3D planned bone tumor resections using PSI show promising results for precise

resection at different anatomical regions. Even if the found error range in this series is slightly

higher than reported, PSI remain a valuable tool to facilitate complex bone tumor resections.

Keywords: bone tumor, patient-specific instruments, 3D resection, surgical guide, limb

salvage surgery

Introduction
Although the treatment of primary bone tumors is often multidisciplinary, the complete

surgical resection of the tumor remains the mainstay of the treatment. In malignant

bone tumors, a wide resection with safe tumor margins is the most prognostic factor for

a successful outcome. However, excessive resection may alter or reduce reconstructive

options and may lead to negative functional outcomes.1 Whenever possible, joints,

a normal bone stock, and important ligaments and tendons should be preserved to

enable satisfying postoperative function of the salvaged limb. Thus, an accurate

planning and a high precision in the surgical procedure is mandatory. But even

experienced surgeons do not achieve a satisfactory accuracy with freehand osteo-

tomies, especially around complex anatomical sites such as the pelvis.2 Several

techniques have been described for helping the surgeon to perform bone tumor resec-

tions more precisely, such as computer-assisted surgical navigation, robot-assisted
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surgery and use of patient-specific instruments.3–7 Patient-

specific instruments (PSI) are personalized tools that guide

the saw, chisel or drill in a specific, pre-designed cutting path.

The first clinical applications of PSI in the treatment of bone

tumors have been reported recently and the preliminary

results are promising.8–12 However, present case studies

focus mainly on the description of the technique and its

surgical feasibility. Reliable information about in vivo accu-

racy is lacking completely.

The aim of this study is to evaluate how precise the

planned resection can be intraoperatively executed with

the use of PSI.

Patients and Methods
Study Population
We introduced the concept of PSI for tumor resections in the

beginning of 2015 in our institution. For reasons of internal

quality control, we have planned to closely monitor the first

10 cases. In this prospective cohort study, all patients diag-

nosed of primary bone tumor from March 2015 to

September 2017, in whom the resection was performed by

PSI in our institution (Balgrist University Hospital Zurich,

Switzerland), were included. During this period, the pre-

viously defined minimum number of at least 10 patients

were reached. Since several patients were treated simulta-

neously towards the end, the total number of patients

included was 12. The inclusion criteria were met if there

was a primary bone tumor for which resection by freehand

osteotomy was considered difficult. Patients who were trea-

ted with curettage or had unpretentious tumor localizations,

such as diaphyseal tumors, were not considered for PSI and

therefore excluded from this study. The included 12 patients

gave written consent for participation in the present study.

Furthermore, we obtained the approval from our local ethi-

cal board (BASEC-Nr. 2017–01810).

The histological diagnosis was verified by a preoperative

core needle biopsy and the treatment protocol was defined

individually by an interdisciplinary sarcoma board.

An overview of the patient characteristics is shown in

Table 1. The mean age of the patients was 44.9 years (12

to 65 years). For further analysis, the patients were divided

into two groups according to the complexity of the

planned resection. We assigned the patient to group A if

there was a simple resection plane necessitating only one

Table 1 Patient Characteristics

Patient Age Sex Localization Tumor Type Tumor Size Additional Therapy Allograft Group

1 12 y Male Pelvis Ewing sarcoma 2.8 cm

diameter

Neoadjuvant and Adjuvant

Chemotherapy

No B

2 65 y Male Scapula Chondrosarcoma 5.8 cm

diameter

No No B

3 59 y Female Proximal

femur

Phospaturic mesenchymal tumor 3 x 2 x 1 cm No Yes A

4 47 y Female Scapula Spindel cell and pleomorphic

sarcoma

7 x 5 x 4 cm Neoadjuvant Radiotherapy No A

5 59 y Male Distal femur Osteochondroma 14 cm diameter No Yes A

6 22 y Male Tibia Chondromyxoid Fibroma 3.8 x 1.9

x 1.5 cm

No Yes A

7 62 y Female Scapula Chondrosarcoma 4.2 x 2.2 x 2 cm No No B

8 51 y Male Acetabulum Chondrosarcoma 6.5 x 5 x 4.5 cm No No B

9 55 y Male Proximal tibia Chondrosarcoma 4.5 x 2.5

x 2.5 cm

No Yes B

10 20 y Male Pelvis Osteochondroma 7 cm diameter No No A

11 34 y Male Proximal tibia Low grade Osteosarcoma 5 x 1 x 1 cm No Yes A

12 53 y Male Scapula Chondrosarcoma 4.1 x 2.8

x 2.3 cm

Adjuvant Radiotherapy No B
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PSI. If there was more than one PSI necessary enabling

a complex curved osteotomy with several resection planes,

the patient was included in group B.

Preoperative Planning
Computer tomography (CT; axial resolution 1–1.25mm) and

magnetic resonance imaging (MRI; axial resolution

0.9–4.5 mm) scans of the affected bone were acquired using

clinical standard protocols. The axial resolution was chosen

depending on the anatomical region. The bone models are

extracted from CT scans using the segmentation functionality.

The pathological bone was segmented by using the global

thresholding and region growing functionality of the Mimics

software (Materialise, Leuven, Belgium)13 to obtain a three-

dimensional (3D) model of the bone (Figure 1A and B). The

bone was pre-segmented by the software and then edited

manually to achieve highest possible precision. The tumor

was identified and segmented in the MRI data for better

visualization of the extraosseous spreading. To this end, the

tumor outlinewasmanuallymasked slice by slice.AMarching

Cube algorithm was applied to the segmented data to generate

3D triangular surface models of the bone and the tumor.

Next, we imported the models into the preoperative

planning software CASPA (Balgrist CARD AG, Zurich,

Switzerland) to plan the surgery on the computer. This

software was developed in our institution and has already

been evaluated and published for 3D planning in orthope-

dic surgery.13–17 The surgeon defined the resection planes

by specifying consecutive line segments on the bone sur-

face. The line segments were automatically extruded to

create the corresponding 3D osteotomy planes of 2 mm

thickness (Figure 1C). According to the complexity of the

surgery, either one planar resection plane (group A) or

a compound plane consisting of several combined planes

(group B) were created. After the exact resection was

determined, the reconstruction with a massive bone allo-

graft was also planned if needed. For this purpose, a 3D

model of the allograft was obtained by CT acquisition and

segmentation and imported into the preoperative planning

software. The allograft model was superimposed with the

pathological bone as accurate as possible (Figure 1F). The

same osteotomy planes as for the resection were now

applied to the allograft such that it fitted perfectly in the

bony defect (Figure 1G).

Figure 1 Preoperative Planning. Preoperative planning of patient Nr 6: Chondromyxoid Fibroma. (A) Preoperative segmented bone from CT scan. (B) Fusion of the

segmented bone and the segmented tumor. (C) Planned resection planes. (D) Creation of a cutting guide, so drill holes correspond to the resection planes. (E) The
osteotomy is performed by drilling. Therefore two corresponding guides with a small offset of the drilling holes are needed to enable a complete cut through the bone. (F)
Allograft bone (purple) aligned on the host bone (green). (G) Resection guide for trimming the allograft bone.
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Patient-Specific Instruments
PSI have been described as an intraoperative aid to support

the surgeon in a more precise surgical execution of the

resection planning.8–12 The PSI concept offers unique

advantages because it is highly flexible and can be mod-

ified according to the individual patient conditions.

PSI were created based on the 3D resection planes. We

used a technique in which complex osteotomy planes can

be performed by perforating the bone with consecutive

drills of instead of saw blade (a detailed description of

the technique has been published before15). Dependent on

the case we used either 2.0 mm or 2.5 mm drill bits,

modelled by cylinder objects in the preoperative planning.

PSI with drill sleeves corresponding to the cylinders were

designed to define the exact position, direction and depth

of the drill holes. These sleeves were combined in a guide

body, whose undersurface was molded as a negative of the

bone surface (Figure 1D). The anatomy-specific undersur-

face helped the surgeon in the operation to precisely

determine the correct position of the PSI. In long bones,

the exact positioning of PSI guides may be difficult some-

times. If there was a doubt of the correct positioning

intraoperatively, distances from the guides to clear anato-

mical landmarks were measured and compared to the pre-

operative planning. Each PSI was produced twice with

slightly offset drill holes to achieve a dense perforation

of the bone (Figure 1E). The PSI were manufactured by

the company Medacta (Castel San Pietro, Switzerland)

using a selective laser sintering device (Formiga P100,

EOS GmbH, Germany). Biocompatible polyamide

(PA2200) was used as raw material.11,13

Postoperative Evaluation
A CT scan of the resection specimen was acquired before

sending to the histological evaluation (Figure 2A). In two

patients we decided not to perform these CT scans,

because the histological analysis was time sensitive

(patient nr 1 and 11). Instead, we performed postoperative

CT scans of the affected bones in these cases. (Figure 2F).

Segmentation and 3D model generation was performed

in the same way as for the preoperative CT scans. The

postoperative 3D models were approximately aligned with

the preoperative planning in a manual fashion, followed

by an automatic alignment correction using the iterative

Figure 2 Postoperative analysis. First row (1): The accuracy analysis was performed based on the resection specimen. (A) 3D model of the resection specimen gained from

CT scan. (B) Resected part aligned on the preoperatively segmented bone. (C) The previous planned cutting planes displayed in the model. (D) The original bone is hidden

for simplification of the measurement. (E) Cylindrical body between planned and performed resection to evaluate the distance. Second row (2): The accuracy analysis was

performed based on the residual bone. Case in which remaining bone in the patient was segmented. (F) 3D model of the residual bone gained from a CT scan after the

resection. (G) Postoperative result aligned with the preoperative planning and the corresponding resection planes. (H) Postoperative residual bone in comparison to the

planned resection planes. (I) Cylindrical body between planned and performed resection to evaluate the distance.
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closest point (ICP) registration functionality of CASPA

(Figure 2B and G). In the end, manual fine-tuning was

executed if the models were not aligned perfectly. After

alignment, the difference between planned and executed

osteotomies could be measured (Figure 2C, D and H). The

maximum distances between the osteotomy planes and the

postoperative model were measured as follows: first, com-

pound planes were divided into sections of straight single

planes. Next cylindrical bodies were inserted between the

postoperative model and the section plane. The base of the

cylinder was placed exactly on the executed cutting plane.

The length was then continuously increased vertically

until the surface of the cylinder touched the planned cut-

ting plane for the first time (Figure 2E and I).

The deviations were analyzed on both sides for all

section planes in order to calculate the average “inside

error” and the average “outside error” for each patient.

In order to judge the accuracy independently of the

direction, we have added the absolute values of inside and

outside errors and calculated the average from them. We

defined this value, consisting of the average of all errors

added, as a combined error.

Results
One patient had to be excluded from analysis (patient nr.

12) because of an unexpected tumor progress compared to

the preoperative imaging. In the other eleven cases, the

surgery could be performed as planned. There were no

surgical complications and during a mean follow-up of

17.4 months (range: 4 to 32 months) no local recurrence

occurred. As the osteotomy plane was divided in several

single planes both inside and outside errors were found in

the same assessed osteotomy (Figure 3). All measured

deviations are shown in Table 2. The biggest errors

found in a subdivision plane range from +7.7 mm (inside

error) to −6.4 mm (outside error). Considering all subsec-

tions of the osteotomy together, the largest mean inside

error was +3.34 ± 2.74 mm and the largest mean outside

error −3.86 ± 2.12 mm, respectively. On the other hand,

the smallest mean inside error was +0.16 ± 0.25 mm and

the smallest mean outside error was −0.70 ± 0.70 mm.

Overall, the combined error of osteotomy ranged from

0.74 ± 0.96 mm to 3.60 ± 2.46 mm. Again, for the

combined error the absolute amounts of inside and out-

side deviations were added together, to prevent the errors

from being cancelled out due to the different directions.

Table 3 highlights the difference between the two

patient groups. As expected, the average inside and outside

errors observed in group A are both lower than in group

B. In group B we also found a greater variance of the

deviations. Because of the small sample size, the differ-

ences were not statistically significant.

The histological laboratory tests revealed tumor free

margins (R0 resection) in all patients except for patient nr.

5. In this case microscopic cartilaginous tissue was found

at the osteotomy plane (R1 resection). As the diagnosis

was a benign osteochondroma with no signs of secondary

Figure 3 Assessment of curved plains. (A) Example of a curved resection plane.

(B) The curved plane was divided into several adjacent straight planes. The distance

between the planned and performed resection plane was measured for every

section.

Table 2 Resection Errors

Patient Inside Error

(mm)

Outside Error

(mm)

Combined Error

(mm)

1 0.65 ± 1.44 −1.76 ± 1.74 1.21 ± 1.69

2 2.30 ± 0.47 −2.43 ± 0.88 2.36 ± 0.71

3 0.63 ± 0.90 −2.37 ± 1.03 1.38 ± 1.30

4 1.33 ± 0.46 −1.30 ± 0.93 1.32 ± 0.73

5 1.37 ± 1.23 −1.28 ± 1.25 1.33 ± 1.24

6 3.15 ± 0.45 −0.70 ± 0.70 1.93 ± 1.36

7 0.70 ± 0.70 −3.25 ± 1.95 1.98 ± 1.94

8 3.34 ± 2.74 −3.86 ± 2.12 3.60 ± 2.46

9 2.44 ± 2.40 −2.37 ± 2.16 2.41 ± 2.28

10 0.16 ± 0.25 −1.31 ± 1.05 0.74 ± 0.96

11 2.83 ± 2.10 −2.34 ± 1.69 2.59 ± 1.92

Notes: Mean deviations in millimeters between the planned and performed resec-

tion planes; inside error, distance which was cut less than planned; outside error,

distance which was cut more than planned; combined error, mean of the absolute

value of every single deviation for every plane (inside and outside error combined).
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dedifferentiation, the resection was planned very close and

no further treatment was needed after the surgery.

Discussion
Executing a preoperative plan as accurately as possible is

crucial in orthopaedic tumor surgery to achieve negative

surgical margins and thus decrease the likelihood of local

recurrence. However, resecting significantly more tissue than

planned, out of concern to leaving a positive margin, can

compromise patient function and successful reconstruction.7

Since there have been no attempts to measure and quan-

tify the in vivo accuracy of PSI guided resections, we had to

develop a measurement method from scratch. We searched

for an analytical procedure that already worked in another

setting. The here presented type of measurements have been

used to verify the accuracy of bone malunion correction in

orthopaedic surgery.18,19

So far, there is only one experimental study directly

comparing the accuracy between PSI and optical navigation

with respect to bone tumor surgery: While both achieved

acceptable accuracy, surgeons described intra-operative use

of PSI as simpler. Moreover, the average time required for

resection was significantly lower in the PSI group.5 Another

advantage of PSI lies in the navigation of allograft trimming

into the shape of the osseous defect when a biological

reconstruction with a massive bone allograft has to be

performed.

While the previous reports agree on the surgical advan-

tages of PSI, the information on the intraoperative preci-

sion of the technique remains very sparse. The scientific

community considers this information as crucial in order

to know the limits of the technique. The aim of our study

was therefore to quantify exactly the difference between

planned and executed resection and to identify possible

difficulties. Overall, we found a mean error up to 3.60 ±

2.46 mm. Regarding small subsections of the osteotomy

plane, the deviations can even be almost twice as high at

certain points (up to 7.7mm).

To the best of our knowledge, only one study exists that

has measured the in vivo accuracy of PSI for tumor

resections.12 The authors retrospectively reviewed 12

patients, who underwent limb salvage surgery using a 3D-

printed guide at a single institution. They compared the

actual and planned distances between the cutting surface

and tumor, which were reported in the final pathological

report. A maximum error of 3 mm is reported. Their pub-

lished accuracy of the resection varies between 0 and 3mm.

In their study no postoperative 3D model was generated to

compare to the previous-planned resection. Park et al com-

pared their planned margins to the reported histological

margins. This is an easy and good feasible concept but

compares two completely different measuring techniques.

The methods used in our study may provide additional

information for calculating errors in planned and executed

resection. The reason for our slightly higher resection error

in implementing intraoperatively the planning can have

various causes. The difference can be based on the different

measurement techniques or on the complexity of the cases.

Not unexpectedly, we were able to show that complex

osteotomies with several PSI show a greater variance of

errors with higher outliers than simple resections with one

PSI. Looking only at the patient group A who underwent

a quite straightforward surgery, the results are even better

than reported in the previous study.

In all but one patient tumor-free resections margins

were achieved. However, it should be mentioned that

a benign osteochondroma was diagnosed in the only

patient with microscopic incomplete resection. Thus,

a very close resection was planned to protect the surround-

ing tissue. The patient did not need any further treatment.

Overall no surgical complication related to the use of

PSI occurred. However, a known disadvantage of the pre-

sented technique was also confirmed in this study. The

overall 3D planning including bone segmentation and the

design of the PSI is time consuming. On average, these

steps take one to two days. Additionally, a production time

of 2 week has to be respected. One patient showed

a relevant local progression of the tumor during this

time. Therefore, the PSI could not be used during the

surgery and a conventional free hand osteotomy had to

be performed. The planning time can be further reduced

with software improvement and increasing experience, but

the production time will remain a critical point in the

future.

The findings of this study should be interpreted with

due consideration of some limitations. First, the rarity of

Table 3 Differences Between Simple and Complex Resections

Group Inside Error

(mm)

Outside Error

(mm)

Combined Error

(mm)

A: Simple 1.54 ± 1.66 −1.62 ± 1.39 1.58 ± 1.53

B: Complex 1.75 ± 2.10 −2.64 ± 2.02 2.05 ± 1.97

(p=0.996) (p=0.999) (p=0.993)

Notes: Comparison of the measured errors between the two patient groups;

Group A, simple resection plane necessitating only one cutting guide; Group B,

complex curved resection plane with the use of several different cutting guides.
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bone tumors unavoidably leads to a heterogenous study

and impedes a good matching control group. Secondly,

the follow up period was too short to definitely evaluate

the local recurrence rate and the overall prognosis.

We are convinced that the integration of the resection

specimen into the 3D computer model allows a very accu-

rate and thorough evaluation. Our measurement shows that

the results so far probably overestimate the accuracy of the

resections with PSI. There is always a deviation in two

directions because too much or too little bone can be

removed by mistake. For this purpose, we calculated the

combined error consisting of the addition of the absolute

values of all directional deviations. This is the first time as

such considerations were taken into account in analyzing

the errors. As there are no previous experiences or descrip-

tions of the used methodology in tumor surgery, further

validation of our reported values is needed in the future.

Conclusion
3D planned bone tumor resections using PSI are safe and

show promising results for precise resection at different

anatomical regions. The found error range is still very

small and PSI therefore remain a valuable tool to facilitate

complex bone tumor resections.
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